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Introduction 

This  project  is  aimed  at  developing  a  prototype  electron  multileaf  collimator  (eMLC)  for  accurate 
beam  delivery  of  energy-  and  intensity-modulated  electron  radiotherapy  (MERT)  for  breast  cancer 
treatment  to  deliver  optimized  conformal  radiotherapy  dose  distributions  that  closely  match  the  target 
volume  and  minimize  the  dose  to  critical  normal  structures.  We  proposed  to  use  a  powerful  computer 
tool,  namely  Monte  Carlo  simulation,  to  design  the  eMLC.  The  advantages  of  using  computer 
simulations  for  designing  the  eMLC  are  the  short  designing  cycles  and  their  cost-effectiveness. 
Various  eMLC  configurations  will  be  investigated  using  the  Monte  Carlo  simulation.  The  optimal 
configuration  for  the  eMLC  will  be  chosen  according  to  the  clinical  requirements.  Based  on  the 
optimal  configuration  determined  by  the  simulation,  we  will  manufacture  a  prototype  eMLC.  Software 
required  for  the  use  of  eMLC  will  be  developed,  including  a  modified  leaf  sequence  algorithm,  a 
source  model  specifically  for  the  eMLC,  and  the  incorporation  of  eMLC  effect  in  the  inverse  planning 
and  final  dose  calculation  processes.  Extensive  experiments  will  be  conducted  to  evaluate  the  features 
of  the  prototype  eMLC.  For  comparison,  corresponding  experiments  using  a  conventional  photon  MLC 
will  also  be  performed. 

The  successful  completion  of  the  project  will  produce  a  prototype  eMLC  and  corresponding  software 
for  using  the  eMLC  for  MERT.  We  hypothesize  that,  with  the  eMLC,  MERT  will  be  a  very  effective 
modality  for  breast  cancer  treatment.  It  will  increase  the  tumor  control  probability  (TCP)  while 
reducing  the  possibility  for  late  effects  such  as  lung  scarring,  pericarditis,  and  the  occurrence  of  cancer 
in  the  contralateral  breast. 

Body 

Although  photon  beams  have  been  an  effective  modality  for  breast  cancer  treatment  in  radiation 
therapy  the  following  problems  (or  potential  areas  of  improvement)  remain:  (1)  the  inclusion  of  the 
lung  and  sometimes  of  a  small  volume  of  the  heart  in  the  high-dose  volume  due  to  tumor  location, 
patient  size  or  in  the  case  of  chest- wall  treatments;  (2)  lower  dose  near  the  skin  surface  due  to  lack  of 
electron  build-up  in  a  photon  beam;  and  (3)  high  exit  or  scatter  dose  to  the  normal  structures  such  as 
the  lung  and  heart,  and  more  importantly  the  contralateral  breast,  which  may  be  a  major  cause  for  the 
occurrence  of  secondary  cancer  in  the  contralateral  breast  for  women  under  the  age  of  45. 
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Recent  development  of  computer-controlled  medical  linear  accelerators  along  with  improved  treatment 
planning  techniques,  may  provide  new  solutions  in  the  delivery  and  control  of  external  beam  radiation 
through  beam-intensity  modulation*'^.  It  is  expected  that  using  photon  IMRT,  the  problem  (1)  above 
may  be  significantly  improved  but  (2)  will  remain  and  (3)  may  become  more  serious  as  treatment  time 
increases  with  the  number  of  fields  used  (increased  leakage  or  scattering  dose).  With  modulated 
electron  radiation  therapy  (MERT)*°‘*^,  on  the  other  hand,  problem  (1)  may  also  be  significantly 
improved  and  problems  (2)  and  (3)  can  be  completely  eliminated  due  to  the  nature  of  electron  beams. 

Recently,  MERT  has  been  exploited  extensively  for  breast  cancer  treatment.  In  this  technique,  the 
electron  beam  intensity  pattern,  energy,  and  incident  direction  are  optimized  to  deliver  the  optimal 
radiation  dose  to  the  patient.  This  technique  requires  a  proper  beam-shaping  device  for  the  intensity- 
modulated  beam  delivery.  We  propose  to  develop  an  electron  multileaf  collimator  (eMLC)  specifically 
for  MERT.  The  eMLC  will  be  located  near  the  patient’s  skin,  and  have  much  thinner  leaves  and 
optimal  shape  of  leaf  ends  and  sides.  We  hypothesize  that  the  quality  of  the  electron  beams  and  thus 
the  clinical  effect  of  the  MERT  will  be  further  improved  if  we  shape  the  electron  beams  using  the 
eMLC  instead  of  using  the  conventional  photon  multileaf  collimator  (pMLC),  since  the  pMLC  was 
designed  and  optimized  specifically  for  photon  beams,  not  for  electron  beams. 

In  the  first  stage  of  the  research,  we  will  design  the  eMLC  using  Monte  Carlo  computer  simulations. 
The  EGS4/BEAM/DOSXYZ  Monte  Carlo  system*®'^^  will  be  commissioned  for  eMLC  simulation.  A 
large  number  of  eMLCs  with  various  leaf  materials  and  leaf  geometric  configurations  will  be  simulated 
using  this  Monte  Carlo  system.  The  criteria  for  evaluating  competing  eMLCs  will  be  established, 
which  include  the  beam  penumbra,  flatness  and  leakage,  and  leaf  weight,  size  and  manufacturing  cost. 
We  will  find  the  optimal  eMLC  leaf  material  and  geometric  configuration  according  to  the  evaluation 
criteria. 

In  the  second  stage  of  the  research,  we  will  manufacture  a  prototype  eMLC  based  on  the  information 
obtained  from  the  Monte  Carlo  simulation.  A  manually  driven  eMLC  will  be  machined,  which  should 
be  sufficient  for  our  current  study. 

In  the  third  stage  of  the  research,  we  will  develop  software  specifically  for  the  use  of  eMLC.  The 
electron  pencil  beam  shaped  by  the  eMLC  will  be  calculated  using  the  Monte  Carlo  method  and  used 
in  the  inverse  planning  process.  We  will  modify  and  optimize  an  existing  photon  leaf  sequence 
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algorithm  for  MERT  beam  delivery  using  the  eMLC.  The  eMLC  will  be  characterized  and 
incorporated  into  a  multiple-source  beam  model  in  order  to  perform  fast  Monte  Carlo  simulations.  The 
effect  of  the  eMLC  will  be  taken  into  account  when  performing  the  final  dose  calculation  using  the 
optimized  intensity  patterns. 

In  the  fourth  stage  of  the  research,  the  prototype  eMLC  will  be  evaluated  experimentally.  The  electron 
beam  intensity  patterns  delivered  by  the  eMLC  will  be  measured  in  air  using  a  beam  imaging  system 
(BIS)  and  film.  The  delivered  MERT  dose  distributions  in  water  will  be  measured  using  film,  ion 
chamber,  TLD  and  diode.  For  comparison,  measurements  will  also  be  performed  for  the  same 
treatment  plan  delivered  by  a  pMLC. 

The  MERT  technique  with  a  specially  designed  eMLC  for  beam  shaping  will  be  a  very  promising 
modality  for  breast  cancer  treatment.  The  successful  completion  of  the  project  will  produce  necessary 
hardware  and  software  for  the  use  of  the  eMLC  for  MERT  to  improve  the  target  dose  uniformity  and 
conformity  and  reduce  dose  to  the  lung,  heart  and  contralateral  breast. 

This  project  has  4  specific  aims:  (1)  To  design  an  eMLC  using  Monte  Carlo  beam  simulations,  (2)  To 
manufacture  an  eMLC,  (3)  To  develop  software  tools  for  eMLC  beam  delivery  for  MERT,  and  (4)  To 
evaluate  the  eMLC  for  MERT  treatment  of  breast  cancer. 

We  report  on  the  research  accomplishments  associated  with  the  tasks  outlined  in  the  approved 
“Statement  of  Work”  below  for  our  research  between  Apr  1,  2000  and  Mar  31  2001.  Since  the 
Principle  Investigator,  Steve  B.  Jiang,  left  Stanford  University  in  September  2000  a  replacement  has 
been  appointed,  who  has  started  on  April  1  2001.  Thus,  the  activities  in  Task  2  have  been  postponed  by 
about  6  months. 

1 .  Establish  evaluation  criteria  according  to  the  clinical  requirements 

An  essential  requirement  for  MERT  is  to  deliver,  both  accurately  and  efficiently,  small-field  electron 
beams  (beamlets)  of  different  energies  and  intensities.  Traditionally,  electron  beams  are  shaped  using  a 
cutout  and  different  energies  at  treatment  depths  may  be  achieved  using  variable  incident  energies. 
However,  it  would  be  very  time  consuming  to  make  cutouts  for  MERT  beam  delivery  and  the 
treatment  time  would  become  unacceptably  long  for  routine  applications.  Bolus  can  be  used  for 
missing  tissue  compensation  and/or  limited  depth  modulation.  However,  3D  bolus  requires 
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sophisticated  techniques  to  build  and  it  does  not  provide  intensity  modulation.  As  to  the  existing 
photon  MLC  (pMLC),  although  electron  beam  collimation  can  be  achieved  in  some  helium-filled, 
scanned  beam  systems  there  are  some  key  limitations  on  accurate  beam  delivery  with 

commonly  accessible  clinical  accelerators.  It  is  found  that  a  source  to  surface  distance  (SSD)  of  70  cm 
is  necessary  to  provide  a  clinically  acceptable  field  using  the  pMLC  in  a  Varian  Clinac  2100C  linear 
accelerator.  Beams  collimated  by  a  pMLC  were  found  to  be  inferior  to  applicator  fields  in  penumbra 
and  uniformity.  Monte  Carlo  simulations  showed  that  the  beam  penumbra  can  be  reduced  significantly 
by  either  replacing  the  treatment  head  air  with  helium,  together  with  a  helium  filled  balloon  between 
the  accelerator  and  the  patient  or  moving  the  MLC  at  least  11  cm  towards  the  patient,  or  both'^. 
According  to  the  accelerator  engineers,  however,  it  is  extremely  difficult  (if  not  impossible)  to  replace 
the  air  in  an  accelerator  head  with  helium  without  major  changes  in  the  accelerator  design.  Therefore, 
an  electron  specific  MLC  has  been  proposed,  which  is  located  at  the  same  level  as  a  Cerrobend  cutout, 
about  40  cm  closer  to  the  patient  than  the  pMLC^"^.  An  eMLC  will  be  as  accurate  as  a  cutout  in  field 
shaping,  and  as  efficient  as  a  pMLC  for  intensity  modulation.  It  is  generally  believed  that  one  of  the 
reasons  for  the  low  use  of  electron  beams  in  small  cancer  clinics  is  the  extra  manpower  required  to 
make  customized  cutouts  for  every  patient.  If  so,  the  development  of  an  eMLC  will  not  only  meet  the 
needs  for  MERT  but  provide  an  efficient  and  effective  device  for  beam  shaping  for  conventional 
electron  therapy. 

2.  Perform  Monte  Carlo  simulations  for  various  EMLC  materials  and  geometric  configurations 

We  have  performed  extensive  Monte  Carlo  simulations  of  electron  fields  collimated  by  1  cm  wide 
leaves  to  study  the  effect  of  material  type  and  leaf  thickness.  Although  the  beam  penumbral  widths  did 
not  change  significantly  for  leaf  thicknesses  smaller  than  2  cm  the  beam  intensity  outside  the  field  was 
affected  by  the  leaf  thickness  and  the  atomic  number  of  the  leaf  material.  As  shown  in  Fig.  1  for  a  20 
MeV  electron  beam,  1.5  cm  thick  zinc  leaves  reduced  the  electron  fluence  outside  the  field  to  about 
5%  of  the  central  axis  value.  These  electrons  were  mainly  generated  by  the  bremsstrahlung  photons  in 
the  MLC  leaves.  This  was  confirmed  by  the  photon  fluence  as  shown,  where  1.5  cm  zinc  MLC  leaves 
resulted  in  about  60%  higher  photon  fluence  outside  the  field  compared  to  the  central  axis  photon 
fluence.  Some  electrons  were  also  scattered  off  the  leaf  ends  and  by  air.  For  1.5  cm  copper,  1.5  cm  lead 
and  2  cm  steel,  the  electron  fluence  was  about  2.5%  of  the  central  axis  value.  The  electron  fluence  was 
reduced  to  about  1.5%  if  the  leaves  were  made  of  1.5  cm  tungsten.  This  was  reflected  by  the  30%  less 
photon  fluence  under  the  tungsten  MLC  leaves  compared  to  the  central  axis  photon  fluence. 


7 


Clearly,  tungsten  is  superior  to  other  materials  in  terms  of  leaf  leakage.  If  we  increased  the  tungsten 
leaf  thickness  to  2  cm  the  electron  fluence  would  be  reduced  to  less  than  1%  of  the  central  axis  value 
and  the  photon  leakage  would  be  reduced  to  about  50%  of  the  central  axis  value  (not  shown). 

To  study  the  overall  effect  of  the  leaf  leakage,  leaf  scattering,  air  scattering  and  the  extended  source  in 
an  electron  beam,  we  compared  the  dose  distributions  for  single  fields  and  multiple  abutting  fields 
collimated  by  an  electron  MLC  with  1.5  cm  thick  tungsten  leaves.  We  compared  the  Monte  Carlo 
calculated  dose  distributions  for  a  single  4  cm  x  4  cm  electron  field  and  a  multiple  abutting  field  of  the 
same  size  formed  by  four  1  cm  x  4  cm  electron  fields^'*.  For  a  20  MeV  electron  beam,  the  dose  at  the 
phantom  surface  for  the  abutting  field  shows  about  4%  fluctuation  compared  to  a  single  electron  field. 
This  is  potentially  due  to  the  effect  of  leaf  shape  and  extended  source.  The  dose  outside  the  field  for 
the  abutting  field  is  about  3  times  higher  than  that  for  the  single  field,  which  is  mainly  caused  by  the 
leaf  leakage  due  to  the  longer  beam-on  time  to  deliver  the  four  1  cm  x  4  cm  fields  and  electron 
scattering  off  the  leaf  ends.  This  increased  leakage  is  comparable  to  that  for  photon  IMRT,  where  the 
beam-on  time  is  generally  2.5-3.5  times  longer  than  a  conventional  photon  treatment.  The  dose  at  3  cm 
depth  shows  little  difference  between  the  abutting  field  and  the  single  field  except  for  the  dose  near  the 
field  edges  and  outside  the  field.  For  a  6  MeV  electron  beam,  the  dose  at  the  phantom  surface  for  the 
abutting  field  is  almost  the  same  as  that  for  the  single  field.  The  effect  of  leaf  leakage  is  very  small  for 
a  6  MeV  beam  and  the  dose  immediately  outside  the  field  is  thought  mainly  due  to  the  effect  of 
electron  scattering  in  the  air.  It  seems  that  field  abutting  with  1  cm  beamlets  collimated  by  an  electron 
MLC  can  provide  adequate  beam  characteristics  for  MERT  for  the  beam  energies  investigated. 
However,  the  dose  outside  the  field  needs  to  be  minimized  through  beam  energy  and  leaf  sequence 
optimization. 

We  have  also  studied  electron  beam  collimation  using  a  photon  MLC“.  One  of  the  advantages  of  using 
a  photon  MLC  is  the  possibility  of  easily  combining  both  photon  and  electron  beams  in  the  same  plan. 
An  essential  requirement  for  matching  a  photon  beam  and  an  electron  beam  at  different  depths  is  that 
both  beams  share  the  same  source  position.  Several  modifications  to  the  design  of  a  Varian  Clinac 
2300CD  accelerator  have  been  proposed'\  one  of  which  was  to  replace  the  intervening  air  with 
helium.  This  could  significantly  reduce  the  effect  of  electron  scattering  in  the  air  on  the  beam 
penumbra.  However,  filling  the  accelerator  head  with  helium  requires  major  modifications  to  the 
existing  accelerator  design.  Also,  the  beam  properties  deteriorated  significantly  for  energies  below  6 
MeV  even  for  helium  filled  treatment  head  based  on  the  results  of  our  previous  DOD  project^^ 
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To  solve  this  problem,  we  have  investigated  an  alternative  solution  -  a  thin  leaf  MLC  at  the  electron 
cutout  level  to  reduce  the  air  scattering  effect.  As  can  be  seen  in  Fig.  2,  the  unfocused  pMLC  leaf  ends 
could  scatter  the  electrons  very  significantly  to  degrade  the  beam  characteristics  near  the  field  edges. 
The  Varian  MLC  has  rounded  leaf  ends,  which  are  expected  to  have  similar  or  worse  dosimetric 
characteristics  as  the  unfocused  MLC  studied  here.  Focused  leaf  ends  could  greatly  improve  the  beam 
edges  and  provided  even  slightly  better  dose  profiles  inside  the  field  for  a  20  MeV  electron  beam 
compared  to  an  electron  MLC,  primarily  due  to  the  reduction  of  electron  scattering  in  the  accelerator 
head  (helium  vs.  air).  The  dose  outside  the  field  was  slightly  lower  for  the  electron  MLC  than  for  the 
photon  MLC.  For  a  6  MeV  beam,  an  electron  MLC  gave  slightly  better  surface  dose  profiles  both 
inside  and  outside  the  field  than  the  focused  and  unfocused  photon  MLC  (Fig.  3).  The  difference  in  the 
dose  profiles  decreases  with  depth  (not  shown).  Note  that  in  these  comparisons,  we  have  placed  the 
phantom  surface  at  20  cm  below  the  photon  MLC  and  7  cm  below  the  electron  MLC  to  minimize  the 
effect  of  electron  scattering  in  the  air  or  helium  between  the  MLC  and  the  phantom  (a  fair  comparison 
for  using  both  MLCs).  It  is  evident  that  an  electron  MLC  will  have  similar  dosimetric  characteristics  as 
a  photon  MLC  with  focused  leaf  ends  but  without  the  need  to  replace  the  air  in  the  accelerator  head 
with  helium. 

3.  Evaluate  the  simulation  results  using  the  criteria 

We  have  evaluated  the  Monte  Carlo  results  using  the  established  clinical  criteria.  The  three  important 
factors  are  beam  delivery  accuracy  (beam  penumbra),  beam  delivery  efficiency  (treatment  time)  and 
cost-effectiveness.  An  electron  MLC  is  more  accurate  than  a  photon  MLC  for  MERT  beam  delivery.  It 
has  smaller  beam  penumbra  for  small  beamlet  delivery  compared  to  a  photon  MLC  for  the  currently 
available  clinical  accelerators  such  as  the  Varian  Clinac  accelerators.  A  photon  MLC  also  require  the 
air  in  the  treatment  head  to  be  replaced  by  He  to  reduce  electron  scattering  effects  but  it  is  very 
difficult  for  some  accelerators  if  not  impossible  because  of  the  accelerator  configuration.  An  eMLC  is 
more  efficient  than  electron  cutouts  for  MERT  beam  delivery.  A  MERT  treatment  will  require  many 
cutouts  for  a  single  treatment  which  will  take  much  longer  time  to  deliver.  In  the  long  run  the  eMLC 
based  MERT  beam  delivery  will  be  more  economical  than  using  the  cutouts. 

4.  Finalize  the  design  based  on  the  optimal  leaf  material  and  geometric  configuration 

Based  on  our  Monte  Carlo  simulation  results^^'^'*,  we  will  develop  a  manually-set  eMLC  for  this 
project.  Since  our  primary  goal  is  to  study  the  eMLC  physical  characteristics,  the  major  concerns  are 
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the  MLC  leaf  shape  and  material.  The  mechanical  construction  of  the  eMLC  will  be  done  in  our 
machine  shop,  where  the  previous  eMLC  was  built.  The  eMLC  will  be  directly  installed  on  a  25cm  x 
25cm  electron  applicator  for  a  Varian  Clinac  2100C  accelerator.  The  applicator  will  be  donated  by 
Varian  Medical  systems  with  technical  support  for  mechanical  and  electrical  modifications  for  the 
installation.  The  mechanical  characteristics  of  the  eMLC  are  listed  in  the  table  below: 


Leaf  material 

Tungsten  alloy 

Leaf  width 

0.5  cm  (nominal)  projected  at  100  cm  SSD,  leaves  will  travel  in  the  x  direction 

Leaf  length 

20  cm,  installed  on  a  carriage  movable  along  x  direction 

Leaf  thickness 

1.5  cm 

Leaf  end  shape 

Straight  edge  (unfocused) 

Leaf  side  shape 

Straight  edge  (unfocused)  and/or  side  surface  focused  to  a  virtual  source  position 

Leaf  location 

The  bottom  of  the  leaves  will  be  at  about  95  cm  SSD 

Field  size 

Maximum  25  cm  by  25  cm  defined  at  100  cm  SSD 

These  parameters  are  determined  based  on  our  investigation  results^’^''.  We  have  chosen  a  0.5cm  leaf 
width  because  thinner  leaves  will  not  provide  effective  beamlet  collimation,  especially  for  energies 
below  12  MeV  while  wider  leaves  will  deteriorate  spatial  resolution  in  the  y  direction  (across  the 
leaves).  The  MLC  leaf  length  is  chosen  to  keep  the  overall  dimension  and  weight  low.  The  leaves  will 
be  installed  on  a  movable  carriage  to  compensate  the  limited  leaf  travel  in  the  x  direction.  The  1.5cm 
thickness  is  considered  to  be  optimal  for  tungsten  leaves  in  terms  of  leaf  leakage  (about  1.5%  for  20 
MeV  electrons)  and  end  scatter.  Thicker  leaves  will  further  reduce  leaf  leakage  but  will  degrade 
beamlet  penumbra.  Straight  leaf  ends  will  ensure  minimum  interleaf  leakage  when  a  leaf  pair  is  closed. 
The  effective  leaf  position  and  the  penumbral  change  for  off-axis  positions  will  be  investigated. 
Focused  leaf  sides  will  give  slightly  better  beamlet  penumbra  in  the  y  direction  than  unfocused  leaf 
sides.  We  will  evaluate  both  to  determine  the  optimal  design.  For  equal  leaf  width  projected  at  100cm 
SSD,  the  actual  leaf  width  will  vary  depending  on  the  off-axis  position.  For  easy  construction 
(therefore  low  cost),  the  actual  leaf  width  can  be  made  the  same  for  a  nominal  0.5cm  leaf  width.  The 
effective  leaf  positions  in  the  y  direction  will  be  determined  experimentally  and  used  in  the  beamlet 
dose  calculation  and  treatment  optimization.  The  maximum  field  size  provided  by  the  eMLC  will  be 
25cm  X  25cm  at  100cm  SSD. 

5.  Develop  a  prototype  manual  set  eMLC 
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We  have  made  a  prototype  manual  set  eMLC  to  test  the  Monte  Carlo  simulations  and  for  the 
experimental  work  scheduled  for  this  project.  The  eMLC  consists  of  30  steel  leaf  pairs,  which  were 
made  using  conventional  steel  bars  for  convenience  and  cost-effectiveness  (Tungsten  leaves  are 
difficult  to  machine  and  cost  too  much  for  this  project).  Each  leaf  is  0.476  cm  wide  (about  0.5  cm  wide 
projected  at  100  cm  SSD),  20  cm  long  and  2.54  cm  thick  with  straight  edges  and  ends.  The  leaves  were 
mounted  on  a  steel  frame  attached  to  the  bottom  scraper  of  a  25  cm  x  25  cm  electron  applicator  on  a 
Varian  Clinac  2100C  (Varian  Medical  Systems,  Palo  Alto,  CA).  The  leaves  can  slide  in  the  steel  frame 
and  the  leaf  positions  can  be  easily  set  using  a  pre-cut  cardboard  for  a  beam  segment.  The  field  shape  is 
maintained  by  tightening  screws  from  the  side.  The  largest  radiation  field  available  using  the  electron 
MLC  was  15.7  cm  x  15.7  cm  projected  at  100  cm  SSD.  We  are  discussing  with  Varian  Medical 
Systems  about  the  possibility  of  contributing  an  electron  applicator  specially  used  for  this  study.  Since 
the  cost  of  an  electron  applicator  is  well  beyond  the  budget  of  this  project,  their  contributions  are  very 
important  to  the  development  of  the  eMLC.  We  will  be  able  to  make  changes  to  the  existing  electron 
applicator  so  that  the  eMLC  can  be  placed  right  above  the  bottom  scraper  by  removing  the  electrical 
device  attached  to  the  applicator.  Further  modifications  to  the  eMLC  and  the  applicator  are  expected 
for  the  task  2  activities. 

Key  Research  Accomplishments 

We  have  accomplished  the  following  tasks: 

•  Establish  clinical  criteria  for  MERT  beam  delivery.  The  requirements  for  MERT  beam  delivery  are 
accuracy,  efficiency  and  cost-effectiveness. 

•  Perform  Monte  Carlo  simulations  to  investigate  eMLC  parameters:  We  have  investigated  different 
materials  and  dimensions  for  the  prototype  electron  MLC  and  compared  the  results  with  a  photon 
MLC  and  electron  cutouts. 

•  Evaluate  eMLC  parameters  based  on  clinical  criteria:  We  have  evaluated  the  Monte  Carlo  results 
based  on  the  clinical  criteria.  It  is  concluded  that  an  eMLC  is  superior  to  a  pMLC  and  electron 
cutouts.  An  eMLC  is  more  accurate  (small  beam  penumbra)  than  a  pMLC  and  more  efficient  and 
cost-effective  than  electron  cutouts. 

•  Develop  an  eMLC  for  experimental  MERT  beam  delivery  study:  We  have  finalized  the  eMLC 
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parameters  for  the  prototype  eMLC  for  MERT  beam  delivery.  We  have  made  a  manual  set  eMLC 
based  on  the  project  budget  and  our  current  linear  accelerator. 

Reportable  Outcomes 

Peer-reviewed  papers  resulting  from  or  supported  in  part  by  this  grant: 

•  C.M.  Ma,  T.  Pawlicki,  M.C.  Lee,  S.B.  Jiang,  J.S.  Li,  J.  Deng,  E.  Mok,  B.  Yi,  G.  Luxton  and  A.L. 
Boyer,  Energy-  and  intensity-modulated  electron  beams  for  radiotherapy,  Phys.  Med.  Biol.  (2000) 
45:  2293-2311 

•  S.B. Jiang,  A.  Kapur  and  C.M.  Ma,  Electron  beam  modelling  and  commissioning  for  Monte  Carlo 
treatment  planning,  Med.  Phys.  (2000)  27:180-191 

•  M.  C.  Lee,  S.  B.  Jiang  and  C.M.  Ma,  Monte  Carlo  and  Experimental  Investigations  of  Multileaf 
Collimated  Electron  Beams  for  Modulated  Electron  Radiotherapy,  Med.  Phys.  (2000)  27:  2708-18 

Meeting  abstracts  resulting  from  or  supported  in  part  by  this  grant: 


•  C.M.  Ma,  JS  Li,  T  Pawlicki,  SB  Jiang  and  J  Deng,  MCDOSE  -  a  Monte  Carlo  dose  calculation  tool 
for  radiation  therapy  treatment  planning,  Proc.  of  the  XIII  International  Conference  on  the  Use  of 
Computer  in  Radiation  Therapy  (ICCR),  Eds:  W  Schlegel  and  T  Bortfeld  (Springer- Verlag, 
Heidelberg)  2000.  123-125 

•  C.M.  Ma,  T  Pawlicki,  MC  Lee,  SB  Jiang,  JS  Li,  J  Deng,  E  Mok  and  AL  Boyer,  Modulated  electron 
beams  for  treatment  of  breast  cancer.  Oral  presentation  at  the  XIII  International  Conference  on  the 
Use  of  Computer  in  Radiation  Therapy  (ICCR),  Heidelberg,  Germany,  May  22  -  25,  2000. 
Proceedings  to  be  published  at  the  meeting. 

•  C.M.  Ma,  Monte  Carlo  methods  in  electron  beams  treatment  planning,  invited  talk  at  the  41st 
Annual  Meeting  of  the.  American  Association  of  Physicists  in  Medicine,  Nashville,  TN,  July  24-29, 
1999.  Med.  Phys.,  26(1999  AAPM  Annual  Meeting  Program)  1999. 

•  J.  Deng,  S.B.  Jiang,  T.  Pawlicki,  J.  Li  and  C.M.  Ma,  Electron  beam  commissioning  for  Monte 
Carlo  dose  calculation,  ICCR  2000. 

•  C.M.  Ma,  T  Pawlicki,  SB  Jiang,  JS  Li,  Deng,  D  Findley,  E  Mok  and  AL  Boyer,  Implementation  of 
a  Monte  Carlo  dose  calculation  module  in  the  FOCUS  treatment  planning  system,  CMS'  FOCUS 
2000  User's  Symposium,  St.  Louis,  MO,  April  10-11,  2000. 

•  J.  S.  Li,  T.  Pawlicki,  J.  Deng,  S.B.  Jiang,  A.  Kapur,  E.  Mok  and  C.M.  Ma,  Clinical  validation  of  a 
Monte  Carlo  dose  calculation  code  for  radiotherapy  treatment  planning  (abstract),  Med.  Phys.  26, 
1083 
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•  J.  S.  Li,  T.  Pawlicki,  J.  Deng,  S.B. Jiang  and  C.M.  Ma,  Simulation  of  Beam  Modifiers  for  Monte 
Carlo  Treatment  Planing,  submitted  to  ICCR  2000 

•  S.  B.  Jiang,  A.  Kapur,  and  C.M.  Ma,  Electron  beam  modeling  and  commissioning  for  Monte  Carlo 
treatment  planning,  Med.  Phys.  26,  1084  (1999)  (abstract),  AAPM  Annual  Meeting  (Nashville). 

Funding  applied  for  based  on  work  resulting  from  or  supported  in  part  by  this  grant: 

Modulated  Electron  Radiation  Therapy 

NIH:  ROl  Principle  Investigator:  C-M  Charlie  Ma,  Ph.D.  (April  1,  2001) 

Conclusions 

We  have  made  significant  progress  during  our  first-year  investigation.  We  have  successfully 
performed  the  tasks  scheduled  in  the  “Statement  of  Work”.  We  have  established  clinical  criteria  for 
MERT  beam  delivery.  We  have  performed  extensive  Monte  Carlo  simulations  of  the  electron  MLC 
leaf  materials  and  dimensions  and  evaluated  the  MLC  leaf  parameters  based  on  the  clinical  criteria.  We 
have  proposed  a  set  of  parameters  for  the  prototype  manual  set  electron  MLC  for  MERT  beam  delivery 
study. 

“So  what?” 

Our  first  year  results  have  provided  evidence  to  support  the  hypothesis  of  this  proposal  that  by  using  a 
specially  designed  multi-leaf  collimator  for  electron  beams  energy-  and  intensity-modulated  electron 
beams  may  be  optimized  to  significantly  improve  the  dose  uniformity  in  the  target  volume,  to  reduce 
the  dose  to  the  critical  structures  nearby  and  therefore  reduce  the  late  effects  associated  with  breast 
cancer  radiotherapy.  Further  studies  as  scheduled  in  the  “Statement  of  Work”  are  needed  to 
manufacture  an  eMLC  and  to  investigate  treatment  plans  for  realistic  breast  cases  generated  using 
different  beam  modalities.  We  shall  be  able  to  finally  determine  the  degree  of  feasibility  of  using 
MERT  to  improve  breast  cancer  treatment. 
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Appendices 

List  of  Figures  quoted  in  the  body  of  text: 

Figure  1  Monte  Carlo  simulated  electron  (top)  and  photon  (bottom)  planar  fluence  in  the  penumbral 
region  and  outside  the  treatment  field  for  a  20  MeV  electron  beam  collimated  by  an  eMLC  of  different 
leaf  materials  and  thicknesses. 


Electron  Leakage 


Clinac  2100C  20  MeV  10cm  x  10cm  field 


Photon  Leakage 


Clinac  2100C  20  MeV  10cm  x  10cm  field 
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Figure  2  Monte  Carlo  calculated  20  MeV,  10  cm  x  10  cm  field  electron  beam  profiles  at  0.5  cm  depth 
in  water. 


Lateral  Dose  Profile  (3  cm  Depth) 


Clinac  2100C  20  MeV,  10cmx10cm  field 
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Fig.  3  Monte  Carlo  calculated  6  MeV,  10  cm  x  10  cm  field  electron  beam  profiles  at  0.5  cm  depth  in 
water  calculated  by  Monte  Carlo. 


Lateral  Dose  Profile  (Surface) 


Clinac  2100C  6  MeV,  lOcmxIOcm  field 
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Abstract.  This  work  investigates  the  feasibility  of  optimizing  energy-  and  intensity-modulated 
electron  beams  for  radiation  therapy.  A  multileaf  collimator  (MLC)  specially  designed  for 
modulated  electron  radiotherapy  (MERT)  was  investigated  both  experimentally  and  by  Monte  Carlo 
simulations.  An  inverse-planning  system  based  on  Monte  Carlo  dose  calculations  was  developed  to 
optimize  electron  beam  energy  and  intensity  to  achieve  dose  conformity  for  target  volumes  near  the 
surface.  The  results  showed  that  an  MLC  with  5  mm  leaf  widths  could  produce  complex  field  shapes 
for  MERT.  Electron  intra-  and  inter-leaf  leakage  had  negligible  effects  on  the  dose  distributions 
delivered  with  the  MLC,  even  at  shallow  depths.  Focused  leaf  ends  reduced  the  electron  scattering 
contributions  to  the  dose  compared  with  straight  leaf  ends.  As  anticipated,  moving  the  MLC 
position  toward  the  patient  surface  reduced  the  penumbra  significantly.  There  were  significant 
differences  in  the  beamlet  distributions  calculated  by  an  analytic  3-D  pencil  beam  algorithm  and 
the  Monte  Carlo  method.  The  Monte  Carlo  calculated  beamlet  distributions  were  essential  to  the 
accuracy  of  the  MERT  dose  distribution  in  cases  involving  large  air  gaps,  oblique  incidence  and 
heterogeneous  treatment  targets  (at  the  tissue-bone  and  bone-lung  interfaces).  To  demonstrate  the 
potential  of  MERT  for  target  dose  coverage  and  normal  tissue  sparing  for  treatment  of  superficial 
targets ,  treatment  plans  for  a  hypothetical  treatment  were  compared  using  photon  beams  and  MERT. 

(Some  figures  in  this  article  are  in  colour  only  in  the  electronic  version;  see  www.  iop .  org) 


1 .  Intr  oduction 

Photon  beams  have  been  an  effective  modality  for  breast  cancer  treatment  in  radiation  therapy. 
Although  such  conventional  treatment  with  tangential  photon  fields  has  been  successful,  the 
following  two  problems  (or  potential  areas  of  improvement)  remain: 

(a)  The  inclusion  of  the  lung  and  other  normal  tissues,  and  sometimes  of  a  small  volume  of 
the  heart,  in  the  high-dose  volume  due  to  tumour  location,  patient  size  or  in  the  case  of 
chest- wall  treatments. 

(b)  High  exit  or  scatter  dose  to  the  normal  structures  such  as  the  lung,  the  heart  and  the 
contralateral  breast. 

Advances  in  the  state  of  the  art  of  computer-controlled  medical  linear  accelerators  have 
recently  become  available  that,  along  with  newly  developed  treatment  planning  techniques, 
may  provide  significant  improvements  in  the  delivery  and  control  of  external  beam  radiation 
through  beam-intensity  modulation  (Boesecke  et  al  1988,  Brahme  1988,  Convery  and 
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Rosenbloom  1992,  Leibel  et  al  1992,  Webb  1992,  1997,  LoSasso  et  al  1993,  Powlis  et  al 

1993,  Chui  et  al  1994,  Mageras  et  al  1994,  Brewster  et  al  1995,  Fraass  et  al  1995,  Kutcher 
et  al  1995,  Mackie  et  al  1995,  McShan  et  al  1995,  Ling  et  al  1996,  Boyer  et  al  1997).  It  is 
expected  that  using  photon  IMRT,  the  problem  (a)  above  may  be  significantly  improved  but  (b) 
may  become  more  serious  as  treatment  time  increases  with  the  number  of  fields/segments  used 
(increased  leakage  or  scattering  dose).  Using  the  modulated  electron  radiotherapy  (MERT) 
technique  (Lief  etal  1996,  Hyodynmaa  et  al  1996,  Zackrisson  and  Karlsson  1996,  Asell  et  al 
1997,  Ebort  and  Hoban  1997,  Karlsson  etal  1998,  1999),  on  the  other  hand,  problem  (a)  may 
also  be  significantly  improved  and  problem  (b)  may  almost  be  eliminated  due  to  the  nature  of 
the  electron  beams. 

In  the  optimization  process  of  MERT,  dose  conformity  along  the  beam  direction  can  be 
achieved  by  modulating  the  electron  incident  energy,  making  use  of  the  sharp  dose  fall-off 
feature.  A  drawback  is  its  large  penumbra  at  large  depths.  Traditionally,  electron  beams  are 
shaped  using  a  cutout  (or  blocks)  and  beam  penetration/intensity  may  be  modified  using  a  bolus. 
However,  it  is  time-consuming  to  make  such  beam  modifiers  and  the  treatment  time  would  be 
significantly  increased  if  such  beam  modifiers  are  used  for  MERT.  Efforts  have  been  made  to 
use  computer-controlled  MLC  for  electron  beam  modulation.  The  recent  results  by  Karlsson 
et  al  (1999)  showed  that  by  replacing  the  air  in  the  treatment  head  with  a  low-cost,  custom- 
made  helium  balloon,  the  beam  penumbral  width  (20/80)  was  reduced  from  18  to  11  mm  at 
80  cm  SSD.  The  beam  characteristics  are  affected  by  the  position  of  the  MLC.  However,  by 
replacing  the  air  between  the  MLC  and  the  patient  with  a  helium  balloon,  the  beam  penumbra 
become  almost  the  same  as  that  achieved  by  electron  beam-shaping  with  an  electron  applicator 
that  extends  to  the  patient  skin  surface  (Karlsson  et  al  1999).  This  means  that  many  of  the 
techniques  so  far  developed  with  computer-controlled  MLC  and  our  experience  with  MLC 
photon  beam  modulation  can  be  adopted  for  use  with  MERT. 

The  calculation  of  dose  distributions  for  electron  beam  radiotherapy  planning  is 
challenging  because  electron  scattering  is  strongly  affected  by  changes  in  density  and 
composition  in  the  patients.  The  3D  pencil  beam  algorithm  (Hogstrom  et  al  1981)  is  a  fast 
analytical  algorithm  which  has  been  adopted  by  most  treatment  planning  systems.  However, 
it  has  limitations  with  small  irregular  electron  fields  and  in  the  presence  of  inhomogeneities 
(Cygler  et  al  1987,  Bielajew  et  al  1987,  Mah  et  al  1989,  Mackie  et  al  1994,  Ma  et  al  1999). 
The  Monte  Carlo  simulation  has  been  demonstrated  to  be  a  viable  option  for  such  complex 
situations,  and  also  the  only  way  to  take  into  account  back-scattering  from  denser  materials  in 
a  patient  (e.g.  bone  or  metal  inserts)  (Shortt  et  al  1986,  Cygler  et  al  1987,  Mackie  et  al  1994, 
Kawrokaw  et  al  1996,  Mohan  1997,  Kapur  1999,  Ma  et  al  1999).  The  EGS4/BEAM  system 
was  developed  for  the  simulation  of  radiotherapy  beams  from  various  radiotherapy  treatment 
units,  such  medical  accelerators  (Rogers  et  al  1995).  Excellent  agreement  (1-3%)  has  been 
achieved  between  the  Monte  Carlo  dose  distributions  calculated  using  the  simulated  particle 
phase-space  data  and  measurements  (Rogers  et  al  1995,  Kapur  et  al  1998,  Zhang  et  al  1999, 
Ma  et  al  1999).  We  have  installed  a  Monte  Carlo  patient  dose  calculation  tool  on  a  clinical 
treatment  planning  system  (Ma  et  al  1999)  and  used  Monte  Carlo  for  treatment  planning  and 
dose  delivery  validation.  This  has  reduced  the  uncertainty  of  the  accelerator  output  for  small 
irregular  field  electron  beams  from  up  to  10%  to  about  3%  (Ma  et  al  1997,  Kapur  et  al  1998). 

Conformal  radiotherapy  was  initially  used  to  limit  the  normal  tissue  dose  by  conforming 
the  treatment  field  to  the  beam’s-eye-view  projection  of  the  target  volume  (Takahashi  1965). 
For  photon  beams,  the  MLC  was  used  to  collimate  the  fields  and  later  to  modulate  the  beam 
intensity  in  the  field  (Boesecke  et  al  1988,  Brahme  1988,  Convery  and  Rosenbloom  1992, 
Leibel  et  al  1992,  Webb  1992,  1997,  LoSasso  et  al  1993,  Powlis  et  al  1993,  Chui  et  al 
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Figure  1.  A  prototype  of  an  electron  MLC  mounted  on  the  bottom  scraper  of  a  25  cm  x  25  cm 
applicator  on  a  Varian  Clinac  2100C  accelerator.  The  MLC  has  30  pairs  of  steel  leaves  and  the  leaf 
positions  are  fixed  by  the  tightening  screws. 


McShan  etal  1995,  Ling  et  al  1996,  Boyer  et  al  1997).  There  have  been  a  few  studies 
on  electron  conformal  therapy.  Tailoring  dose  distributions  using  electron  beams  requires 
substantial  beam  manipulation,  due  to  their  scattering  characteristics.  Such  manipulation  is 
already  possible  with  radiation  sources  such  as  microtrons  where  preferential  energy  selection 
and  magnetically  scanned  pencil  beams  are  possible  (Lief  et  al  1996).  Both  intensity-  and 
energy/intensity-modulated  electron  beams  have  been  investigated  to  conform  the  dose  to  the 
target  near  the  surface  (Lief  et  al  1996,  Hybdynmaa  et  al  1996,  Zackrisson  and  Karlsson  1996, 
Ebert  and  Hoban  1997,  Karlsson  et  al  1998).  More  recent  work  has  studied  the  combination  of 
photon  IMRT  and  MERT  for  targets  at  greater  depth  (Karlsson  et  al  1999).  Using  the  helium- 
balloon  technique  together  with  a  computer-controlled  MLC,  it  may  be  possible  to  deliver  a 
set  of  intensity-modulated  beams  with  different  energies  and  incident  angles. 

In  this  work,  we  investigate  the  feasibility  of  optimizing  energy-  and  intensity-modulated 
electron  beams  for  radiotherapy  treatment.  We  report  here  our  Monte  Carlo  studies  of 
a  multileaf  collimator  specially  designed  for  MERT  and  some  preliminary  experimental 
results.  We  also  report  on  the  dose  calculation  algorithms  and  their  effects  on  treatment  plan 
optimization  for  MERT.  We  will  discuss  the  differences  in  the  beam  characteristics  between 
a  photon  MLC  and  an  electron  MLC.  We  will  compare  the  dose  distributions  between  a 
conventional  tangential  photon  treatment  plan  and  a  MERT  treatment  plan  for  a  hypothetical 
breast  treatment  to  demonstrate  the  potential  of  MERT  for  target  dose  coverage  and  normal 
tissue  sparing. 

2.  Materials  and  method 

2.7,  The  prototype  electron  MLC 

We  have  developed  a  prototype  manual-driven  electron  MLC  for  the  beam  delivery  for  MERT. 
As  shown  in  figure  1,  the  electron  MLC  consists  of  30  steel  leaf  pairs,  which  were  made  from 
the  off-the-shelf  steel  bars  for  convenience  and  cost-effectiveness.  Each  leaf  is  0.476  cm  wide, 
20  cm  long  and  2.54  cm  thick  with  straight  edges  and  ends.  The  leaves  were  mounted  on  a 
steel  frame,  which  can  be  attached  to  the  bottom  scraper  of  a  25  cm  x  25  cm  electron  applicator 
on  a  Varian  Clinac  2100C  (Varian  Oncology  Systems,  Palo  Alto,  CA).  The  leaves  can  slide  in 
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the  steel  frame  and  the  leaf  positions  can  be  easily  set  using  a  pre-cut  cardboard  for  a  beam 
segment.  The  field  shape  is  maintained  by  tightening  the  screws  from  the  side.  The  largest 
radiation  field  available  using  the  electron  MLC  was  15.7  cm  x  15.7  cm  projected  at  100  cm 
source-surface  distance  (SSD). 

Because  of  the  existing  electronic  device  for  inserting  the  electron  cutout,  the  leaves  could 
not  be  placed  at  the  last  scraper  level  without  modifying  the  existing  applicator  geometry. 
Instead,  the  steel  frame  was  inserted  using  the  electron  cutout  mount  and  the  leaves  were 
placed  immediately  above  the  last  scraper.  This  resulted  in  a  slightly  greater  air  gap  (7  cm) 
between  the  bottom  of  the  electron  MLC  leaves  and  the  phantom  surface  (assuming  a  97  cm 
SSD)  compared  with  that  of  an  electron  cutout  (5  cm  for  a  100  cm  SSD).  The  projected  leaf 
width  for  a  5  cm  air  gap  is  0.5  cm,  while  for  a  7  cm  air  gap  the  projected  leaf  width  is  0.5 1  cm 
(e.g.  for  the  current  configuration  at  97  cm  SSD).  Further  modifications  are  needed  to  the 
electron  applicator  geometry  in  order  to  lower  the  electron  MLC  leaves.  The  ideal  location 
for  the  MLC  leaves  is  the  last  scraper  since  electron  cutouts  will  no  longer  be  needed  if  an 
electron  MLC  is  in  place. 

Film  measurement  was  performed  to  study  the  characteristics  of  the  electron  beams 
collimated  by  the  electron  MLC.  The  film  was  calibrated  following  the  AAPM  TG-25 
recommendations  (AAPM  1991)  and  the  exposures  were  taken  by  placing  film  at  different 
depths  in  a  solid  water  phantom.  The  film  was  scanned  using  a  film  scanner  which  has  a 
spatial  resolution  of  about  0.15  cm. 

2.2.  The  Monte  Carlo  beam  simulation 

We  have  used  the  EGS4  (Nelson  et  al  1985)  user  code  BEAM  for  the  accelerator  head 
simulation.  Detailed  descriptions  of  the  software  can  be  found  in  Rogers  et  al  (1995).  A 
detailed  description  of  the  clinical  implementation  of  the  Monte  Carlo  method  at  the  Stanford 
Medical  Center  was  given  in  a  previous  publication  (Ma  et  al  1999). 

For  this  work,  we  have  used  the  previously  simulated  Monte  Carlo  beam  data  for  6,  12 
and  20  MeV  electron  beams  from  a  Varian  Clinac  2100C  linear  accelerator  and  for  6  MV 
photon  beams  from  a  2300CD  accelerator  (Varian  Oncology  Systems,  Palo  Alto,  CA).  The 
dimensions  and  materials  for  the  accelerator  components  were  incorporated  according  to  the 
manufacturer’s  specifications.  Electron  beams  emerging  from  the  vacuum  exit  window  were 
assumed  to  be  monoenergetic  and  monodirecti onal  with  a  beam  radius  of  0. 1-0.2  cm  (Kapur 
et  al  1998).  The  energy  cutoffs  for  electron  transport  in  the  accelerator  simulation  (ECUT 
and  AE)  were  700  keV  (kinetic  -i-  rest  mass)  and  for  photon  transport  (PCUT  and  AP)  10  keV 
The  electron  transport  step  length  was  confined  such  that  the  maximum  fractional  energy  loss 
per  electron  step  is  4%  (i.e.  ESTEPE  =  0.04).  The  ICRU  recommended  compositions  and 
stopping  power  values  were  used  for  the  materials  in  the  accelerator  simulations  (ICRU  1984). 
The  phase- space  data  were  scored  at  a  plane  either  immediately  above  the  photon  MLC  or 
above  the  lowest  scraper.  The  number  of  particles  was  about  2-30  million  in  an  electron  beam 
file  and  about  50  million  in  a  photon  file. 

Field  shaping  by  the  photon  MLC  or  electron  MLC  was  further  simulated  using  the  BEAM 
component  module  MLC.  MLC  could  simulate  either  straight  or  ‘double  focused’  leaf  edges 
and  ends.  In  this  work,  we  have  simulated  electron  beams  collimated  by  a  photon  MLC  with 
both  straight  and  double  focused  MLC  leaf  shapes.  The  leaves  were  7.5  cm  thick  and  made  of 
tungsten.  The  leaf  center  was  49  cm  from  the  isocentre.  The  intervening  air  in  the  accelerator 
and  between  the  MLC  and  the  isocentre  was  in  some  cases  replaced  with  helium  to  investigate 
the  effect  of  electron  scattering  in  the  air.  In  the  simulations  of  the  electron  beams  collimated  by 
an  electron  MLC,  the  leaves  were  placed  on  the  bottom  scraper  of  a  25  cm  x  25  cm  applicator 
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with  a  7  cm  air  gap  between  the  bottom  surface  of  the  MLC  and  the  isocentre.  Tungsten  leaves 
of  1,5  cm  thickness  with  straight  edges  and  ends  were  used  in  all  the  simulations  and  the  phase 
space  data  were  used  in  the  subsequent  dose  calculations  except  for  the  leaf  leakage  study 
where  different  leaf  materials  and  thicknesses  were  investigated  for  the  electron  MLC. 


2.5.  The  Monte  Carlo  dose  calculation 

The  EGS4  user  code,  MCDOSE  (Ma  et  al  1999),  was  used  in  this  work  for  the  dose  calculations. 
MCDOSE  was  designed  for  dose  calculations  in  a  3D  rectilinear  voxel  geometry.  Voxel 
dimensions  were  completely  variable  in  all  three  directions.  Every  voxel  (volume  element) 
could  be  assigned  to  a  different  material.  The  cross-section  data  for  the  materials  used  were 
available  in  a  pre-processed  PEGS4  cross-section  data  file.  The  mass  density  of  the  material 
in  a  MCDOSE  calculation  was  varied  based  on  the  patient’s  CT  data  although  the  density 
effect  corrections  for  the  stopping  powers  of  the  material  remain  unchanged  (Ma  et  al  1999). 
The  voxel  dimensions  and  materials  were  defined  in  a  MCDOSE  input  file  together  with  the 
transport  parameters  such  as  the  energy  cutoffs  (ECUT  and  PCUT),  the  maximum  fractional 
energy  loss  per  electron  step  (ESTEPE),  and  the  parameters  required  by  PRESTA  (Bielajew 
and  Rogers  1987).  Several  variance  reduction  techniques  have  been  implemented  in  the 
MCDOSE  code  to  improve  the  calculation  efficiency.  These  include  photon  interaction  forcing, 
particle  splitting,  Russian  roulette,  electron  range  rejection  and  region  rejection,  particle  track 
displacement  and  rotation,  and  correlated  sampling.  Detailed  descriptions  of  these  techniques 
have  been  given  elsewhere  (Rogers  and  Bielajew  1990,  Ma  and  Nahum  1993,  Rogers  et  al 
1995,  Kawrakow  et  al  1996,  Keall  and  Hoban  1996,  Ma  et  al  1999). 

For  patient  dose  calculations,  the  simulation  phantom  was  built  from  the  patient’s  CT  data 
with  up  to  128  X  128  X  128  voxels  (uniform  in  any  dimension).  The  side  of  a  voxel  varied 
from  0.2  to  0.4  cm.  A  separate  program  was  developed  to  convert  the  patient’s  CT  data  from 
the  FOCUS  treatment  planning  system  (Computerized  Medical  Systems,  St  Louis,  MO)  to 
desired  dimensions,  material  types  and  densities.  The  organ  contours  were  also  obtained  for 
dose  calculation  and  analysis.  The  phase-space  data  obtained  from  a  BEAM  simulation  were 
used  as  a  source  input  with  variable  source  positions  and  beam  incident  angles.  To  simulate 
the  dose  distribution  of  a  finite  size  beamlet  used  by  the  inverse  planning  process,  particles 
were  transported  to  the  MLC  plane  and  only  those  within  the  beamlet  area  (=  1  cm  x  1  cm 
projected  at  100  cm  SSD)  were  allowed  to  go  through.  This  ignored  the  bremsstrahlung 
photon  leakage  and  electron  scattering  by  the  leaf  ends  in  the  optimization  process  (the  effect 
was  corrected  in  the  final  dose  calculation,  as  discussed  below).  After  optimization,  a  leaf 
sequence  was  generated  using  a  modified  ‘step  and  shoot’  algorithm  based  on  our  early  work 
(Ma  et  al  1998).  The  final  MERT  dose  distribution  was  computed  based  on  an  intensity  map 
(a  2D  distribution  of  particle  weighting  factors)  reconstructed  from  the  leaf  sequence.  The 
bremsstrahlung  leaf  leakage  effect  was  included  in  the  intensity  map  using  the  leaf  sequence 
and  pre-calculated  leaf  leakage  data  for  1.5  cm  thick  tungsten  leaves.  MCDOSE  produced 
data  files  that  contained  geometry  specifications  such  as  the  number  of  voxels  in  all  the  three 
directions  and  their  boundaries  as  well  as  the  dose  values  and  the  associated  (la)  statistical 
uncertainties  in  the  individual  voxels  and  organs  (structures).  The  EGS4  transport  parameters 
were  ECUT  =  AE  =  700  keV,  PCUT  =  AP  =  10  keV  and  ESTEPE  =  0.04.  The  number  of 
particle  histories  simulated  ranged  from  2  million  to  30  million  for  a  MERT  treatment.  The 
la  statistical  uncertainty  in  the  dose  was  generally  2%  or  smaller  of  the  D^ax  value.  The  CPU 
time  required  for  a  MERT  simulation  was  about  1-3  h  on  a  Pentium  III  450  MHz  PC  with  the 
variance  reduction  option  switched  on. 
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Figure  2.  Beam  intensity  distributions  measured  by  film  on  the  surface  of  a  solid  water  phantom 
for  6,  12  and  20  MeV  electrons.  The  MLC  leaf  positions  for  the  electron  fields  are  also  shown 
(bottom  left). 


2.4.  The  optimization  process 

The  treatment  planning  optimization  system  used  in  this  work  is  a  home-developed  system 
based  on  the  work  by  Jiang  (1998).  First,  the  planner  inputs  the  patient  geometry  and  defines 
the  treatment  setup,  such  as  the  beam  energy,  number  and  orientations  of  beams,  etc.  The 
target  volume  and  the  critical  structures  are  defined  by  the  clinician.  A  reference  monitor  unit  is 
assigned  to  each  open  rectangular  beam  and  the  dose  deposition  coefficients,  which  are  defined 
as  the  dose  contribution  from  a  beamlet  to  a  point,  are  calculated  using  the  MCDOSE  code. 

Second,  using  the  calculated  dose  deposition  coefficients  as  input,  the  optimal  intensity 
profile  for  each  beam  is  achieved  using  a  gradient  method  to  minimize  the  objective  function. 
For  the  target  area,  a  quadratic  form  of  objective  function  is  specified.  In  addition,  two 
target  dose-uniformity  constraints  are  used  to  ensure  a  uniform  target  dose  distribution  and 
to  distinguish  the  clinical  importance  of  cold  and  hot  spots.  For  the  critical  structures, 
maximum-dose  constraint  and  several  levels  of  dose- volume  constraints  are  assigned  to  each 
structure.  For  each  objective  function  and  constraint,  an  importance  weight  relative  to  the 
target  objective  function  is  assigned.  All  the  constraints  are  mathematically  transformed  to 
the  penalty  functions  of  quadratic  forms.  The  augmented  objective  function,  which  should  be 
minimized,  is  a  combination  of  the  original  objective  functions  and  all  penalty  functions.  The 
results  of  the  optimization  process  are  the  intensity  profiles  for  the  individual  fields  (different 
incident  energies  and  gantry  angles).  The  same  optimizer  has  been  used  for  photon  beam 
optimization  with  the  Monte  Carlo  method  and  a  finite-size  pencil  beam  algorithm  (Jiang 
1998,  Jiang  et  al  1999,  Pawlicki  etal  1999). 

3.  Resultsand  discussion 

3.1.  Characteristics  of  electron  beams  collimated  by  an  electron  MLC 

Figure  2  shows  the  electron  fields  collimated  by  the  prototype  electron  MLC  for  6,  12  and 
20  MeV  electron  beams  on  a  Varian  Clinac  2100C  machine.  For  convenience,  a  photo  showing 
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Figures.  Beam  profiles  measured  by  film  on  the  surface  of  a  solid  water  phantom  for  the  6  MeV 
and  20  MeV  electron  fields  shown  in  figure  2:  {a)  20  MeV  along  A-A;  {b)  20  MeV  along  B-B; 
(c)  6  MeV  along  A-A;  id)  6  MeV  along  B-B. 


the  MLC  leaf  positions  for  the  field  shape  is  also  included  in  figure  2.  Figure  2  shows  the 
film  measurement  at  the  surface  of  a  solid  water  phantom  (97  cm  SSD)  for  6, 12  and  20  MeV 
electron  beams.  Figure  3  shows  the  measured  profiles  on  the  phantom  surface  along  A-A  and 
B-B  for  the  6  MeV  and  20  MeV  electron  fields  shown  in  figure  2.  Figure  4  shows  the  beam 
profiles  at  2  cm  depth  in  the  solid  water  phantom.  It  can  be  seen  that  for  a  20  MeV  electron 
beam,  0.5  cm  leaf  shapes  are  still  distinguishable  on  the  surface  but  become  very  blurred  at 
2  cm  depth.  For  a  6  MeV  electron  beam,  however,  the  effect  of  electron  scattering  becomes  so 
severe  that  a  leaf  width  smaller  than  1 .0  cm  will  not  result  in  any  improvement  in  the  spatial 
resolution.  However,  a  small  leaf  width  may  have  the  advantage  of  defining  the  field  more 
precisely  in  the  direction  perpendicular  to  the  leaves. 

Based  on  these  experimental  results,  we  further  performed  Monte  Carlo  simulations 
of  electron  fields  collimated  by  1  cm  wide  leaves  to  study  the  effect  of  material  type  and 
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FIgu  r  e4.  Beam  profiles  measured  at  2  cm  depth  in  a  solid  water  phantom  for  the  6  MeV  and  20  MeV 
electron  fields  shown  in  figure  2:  (a)  20  MeV  along  A-A;  (b)  20  MeV  along  B-B;  (c)  6  MeV  along 
A-A;  and  (d)  6  MeV  along  B-B. 


leaf  thickness.  Although  the  beam  penumbral  widths  did  not  change  significantly  for  leaf 
thicknesses  smaller  than  2  cm,  the  beam  intensity  outside  the  field  was  aifected  by  the  leaf 
thickness  and  the  atomic  number  of  the  leaf  material.  As  shown  in  figure  5  for  a  20  MeV  electron 
beam,  1.5  cm  thick  zinc  reduced  the  electron  fluence  outside  the  field  to  about  5%  of  the  central 
axis  value  (figure  5(a)).  These  electrons  were  mainly  generated  by  the  bremsstrahlung  photons 
in  the  MLC  leaves.  This  was  confirmed  by  the  photon  fluence  as  shown  in  figure  5(^),  where 
1 .5  cm  zinc  MLC  leaves  resulted  in  about  60%  higher  photon  fluence  outside  the  field  compared 
with  the  central  axis  photon  fluence.  Some  electrons  were  also  scattered  off  the  leaf  ends  and 
by  air.  For  1.5  cm  copper,  1.5  cm  lead  and  2  cm  steel,  the  electron  fluence  was  about  2.5%  of 
the  central  axis  value.  The  electron  fluence  was  reduced  to  about  1 .5%  if  the  leaves  were  made 
of  1.5  cm  tungsten.  This  was  reflected  by  the  30%  smaller  photon  fluence  under  the  tungsten 
MLC  leaves  compared  with  the  central  axis  photon  fluence.  Clearly,  tungsten  was  superior  to 


Modulated  electron  beam  for  radiotherapy 


2301 


Clinac  2100C  20  MeV  10cm  x  10cm  field 


Clinac  2100C  20  MeV  10cm  x  10cm  field 


2.50 


2.00  [ 


g  1-50 
o: 


1.00 


0.50 


0.00 


- -  1 .5  cm  copper 

1.5  cm  lead 

- - 1 .5  cm  zinc 

- 2.0  cm  steel 

- 1 .5  cm  tungsten 

- 

fy\__ 

. ^ 

I 

1 

’  i 

I 

4  6 

X  Axis  (cm) 

ib) 


10 


Figure  5.  Monte  Carlo  simulated  electron  {a)  and  photon  {b)  planar  fluence  in  the  penumbral 
region  and  outside  the  treatment  field  for  a  Varian  Clinac  2100C  20  MeV  electron  beam  collimated 
by  an  electron  MLC  of  different  leaf  materials  and  thicknesses.  The  air  gap  between  the  electron 
MLC  and  the  scoring  plane  is  7  cm. 


Other  materials  in  terms  of  leaf  leakage.  If  we  increased  the  tungsten  leaf  thickness  to  2  cm 
the  electron  fluence  would  be  reduced  to  less  than  1%  of  the  central  axis  value  and  the  photon 
leakage  would  be  reduced  to  about  50%  of  the  central  axis  value  (not  shown). 

To  study  the  overall  effect  of  the  leaf  leakage,  leaf  scattering,  air  scattering  and  the  extended 
source  in  an  electron  beam,  we  compared  the  dose  distributions  for  single  fields  and  multiple 
abutting  fields  collimated  by  an  electron  MLC  with  1.5  cm  thick  tungsten  leaves.  Figure  6 
shows  the  Monte  Carlo  calculated  dose  distributions  for  a  single  4  cm  x  4  cm  electron  field 
and  a  multiple  abutting  field  of  the  same  size  formed  by  four  1  cm  x  4  cm  electron  fields.  For 
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Figure  6.  Monte  Carlo  calculated  dose  distributions  in  a  water  phantom  for  Varian  Clinac  6  and 
20  MeV  electron  beams  collimated  by  an  electron  MLC  of  1 .5  cm  thick  tungsten  leaves  for  a  single 
4  cm  X  4  cm  electron  field  and  a  4  cm  x  4  cm  field  formed  by  four  1  cm  x  4  cm  electron  fields: 
(fl)  dose  at  surface  for  a  20  MeV  beam;  {b)  dose  at  3  cm  depth  for  a  20  MeV  beam;  (c)  dose  at 
surface  for  a  6  MeV  beam. 


a  20  MeV  electron  beam,  the  dose  at  the  phantom  surface  for  the  abutting  field  shows  about 
4%  fluctuation  compared  with  a  single  electron  field  (figure  6(a)).  This  is  potentially  due  to 
the  effect  of  leaf  shape  and  extended  source.  The  dose  outside  the  field  for  the  abutting  field  is 
about  three  times  higher  than  that  for  the  single  field,  which  is  mainly  caused  by  the  leaf  leakage 
due  to  the  longer  beam-on  time  to  deliver  the  four  1  cm  x  4  cm  fields  and  electron  scattering 
off  the  leaf  ends.  The  dose  at  3  cm  depth  shows  little  difference  between  the  abutting  field  and 
the  single  field  except  for  the  dose  near  the  field  edges  and  outside  the  field  (figure  6(b)).  For  a 
6  MeV  electron  beam,  the  dose  at  the  phantom  surface  for  the  abutting  field  is  almost  the  same 
as  that  for  the  single  field  (figure  6(c)).  The  dose  outside  the  field  for  the  abutting  field  is  only 
slightly  higher  than  that  for  the  single  field.  The  effect  of  leaf  leakage  is  very  small  for  a  6  MeV 
beam  and  the  dose  immediately  outside  the  field  is  thought  to  be  mainly  due  to  the  effect  of 
electron  scattering  in  the  air.  It  seems  that  field  abutting  with  1  cm  beamlets  collimated  by 
an  electron  MLC  can  provide  adequate  beam  characteristics  for  MERT  for  the  beam  energies 


Modulated  electron  beam  for  radiotherapy 


2303 


investigated.  However,  the  dose  outside  the  field  needs  to  be  minimized  through  beam  energy 
and  leaf  sequence  optimization. 

3.2.  Comparisons  of  a  photon  MLC  and  an  electron  MLC 

There  have  been  studies  on  electron  beam  collimation  using  a  photon  MLC  (Karlsson  et  al 
1999).  One  of  the  advantages  of  using  a  photon  MLC  is  the  possibility  of  combining  both 
photon  and  electron  beams  in  the  same  plan.  An  essential  requirement  for  matching  a  photon 
beam  and  an  electron  beam  at  different  depths  is  that  both  beams  share  the  same  source 
position.  Karlsson  et  al  (1999)  proposed  several  modifications  to  the  design  of  a  Van  an 
Clinac  2300CD  accelerator,  one  of  which  was  to  replace  the  intervening  air  with  helium.  This 
could  significantly  reduce  the  effect  of  electron  scattering  in  the  air  on  the  beam  penumbra. 
However,  filling  the  accelerator  head  with  helium  requires  major  modifications  to  the  existing 
accelerator  design.  In  this  work,  we  have  investigated  an  alternative  solution — a  thin  leaf 
MLC  at  the  electron  cutout  level  to  reduce  the  air  scattering  effect.  As  can  be  seen  in  figure  7, 
the  unfocused  MLC  leaf  ends  could  scatter  the  electrons  very  significantly  to  degrade  the 
beam  characteristics  near  the  field  edges.  The  Varian  MLC  has  rounded  leaf  ends,  which 
are  expected  to  have  similar  dosimetric  characteristics  as  the  unfocused  MLC  studied  here. 
Focused  leaf  ends  could  greatly  improve  the  beam  edges  and  provided  even  slightly  better 
dose  profiles  inside  the  field  for  a  20  MeV  electron  beam  compared  with  an  electron  MLC 
(figures  7(fl)-(c)),  primarily  due  to  the  reduction  of  electron  scattering  in  the  accelerator  head 
(helium  versus  air).  The  dose  outside  the  field  was  slightly  lower  for  the  electron  MLC  than  for 
the  photon  MLC.  For  a  6  MeV  beam,  an  electron  MLC  gave  slightly  better  surface  dose  profiles 
both  inside  and  outside  the  field  than  the  focused  and  unfocused  photon  MLC.  However,  the 
dose  profiles  became  practically  similar  at  the  depth  of  the  maximum  dose  and  greater  depths 
(not  shown).  Note  that  in  these  comparisons,  we  have  placed  the  phantom  surface  at  20  cm 
below  the  photon  MLC  and  7  cm  below  the  electron  MLC  to  minimize  the  effect  of  electron 
scattering  in  the  air  or  helium  between  the  MLC  and  the  phantom.  It  is  evident  that  an  electron 
MLC  will  have  similar  dosimetric  characteristics  as  a  photon  MLC  with  focused  leaf  ends  but 
without  the  need  to  replace  the  air  in  the  accelerator  head  with  helium. 


3.3.  Comparison  ofbeamlet  distributions 

The  accuracy  of  the  beamlet  distribution  calculation  may  play  an  important  role  in  the  treatment 
planning  optimization  process.  Ma  etal  (1999)  reported  significant  differences  in  the  final  dose 
distributions  of  the  optimized  treatment  plans  computed  by  a  commercial  inverse  treatment 
planning  system  with  a  finite-size  pencil  beam  and  the  Monte  Carlo  method.  Pawlicki  ei  al 
(1999)  demonstrated  that  inaccurate  beamlet  distributions  may  result  in  under-dosing  in  the 
target  and  over-dosing  in  the  adjacent  critical  structures,  and  using  the  Monte  Carlo  calculated 
beamlets  could  potentially  reduce  the  uncertainty  in  the  photon  IMRT  dose  distributions.  This 
was  demonstrated  again  by  Jeraj  and  Keall  (1999)  using  a  Monte  Carlo  dose  calculation  based 
inverse  planning  algorithm. 

It  has  been  shown  that  the  electron  beam  dose  distributions  calculated  by  the  pencil  beam 
algorithm  as  implemented  in  some  commercial  treatment  planning  systems  could  be  fairly 
uncertain  in  the  regions  near  material  interfaces  and  inhomogeneities  (Cygler  et  al  1987, 
Shortt  et  al  1986,  Mackie  et  al  1994,  Ma  et  al  1999).  We  have  computed  the  beamlet  dose 
distributions  using  the  3D  pencil  beam  as  implemented  in  the  FOCUS  treatment  planning 
system  (Computerized  Medical  Systems,  St  Louis,  MO)  and  compared  them  with  the  Monte 
Carlo  calculated  beamlets.  Figure  8  shows  the  dose  distributions  calculated  using  the  Monte 
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Figure?.  Monte  Carlo  calculated  dose  distributions  in  a  water  phantom  for  a  10  cm  x  10  cm  field 
collimated  by  an  electron  MLC  with  1.5  cm  thick  tungsten  leaves  and  a  photon  MLC  with  7.5  cm 
thick  leaves  on  a  Varian  Clinac  2100C  accelerator:  {a)  surface  dose  for  a  20  MeV  beam;  {h)  dose 
at  3  cm  depth  for  a  20  MeV  beam;  (c)  dose  at  6  cm  depth  for  a  20  MeV  beam;  {d)  surface  dose  for 
a  6  MeV  beam.  The  electron  MLC  has  straight  leaf  ends.  The  photon  MLC  has  either  straight  or 
double-focused  leaves. 


Carlo  method  (a,  c,  e)  and  the  FOCUS  3D  pencil  beam  algorithm  (Jb,  d,  f)  for  a  1  cm  x  1  cm 
12  MeV  beamlet  incident  on  a  patient  phantom  built  from  CT  data.  For  beamlets  with  normal 
incidence  (figures  8(a)  and  (b)),  the  difference  in  the  dose  distributions  in  the  heart  was  evident: 
the  Monte  Carlo  calculated  isodose  lines  varied  with  the  heart  contour  while  the  pencil  beam 
isodose  lines  remained  symmetrical  despite  the  change  in  material  densities.  Figures  8(c) 
and  (d)  show  the  beamlet  distributions  with  a  10  cm  air  gap.  The  difference  is  clearly  seen 
near  the  surface.  The  beamlet  distributions  again  differed  significantly  in  the  lung  for  oblique 
incidence  (figures  8(c)  and  (/*)).  The  axis  of  the  beamlet  was  intentionally  placed  to  go  through 
soft  tissues  and  bones.  The  pencil  beam  isodose  lines  seemed  to  stretch  according  to  the  beam 
axis  pathlength  and  showed  no  signs  of  electron  build-down  near  the  low-density  material. 
These  results  provided  enough  evidence  to  show  that  to  ensure  the  accuracy  of  the  optimized 
dose  distributions  for  MERT  we  should  use  the  Monte  Carlo  method  to  compute  the  electron 
beamlets  for  the  inverse  planning  process. 
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Figure  8.  Dose  distributions  calculated  using  the  Monte  Carlo  method  {a,  c,  e)  and  the  FOCUS 
3D  pencil  beam  algorithm  (b,  d,  /)  for  a  1  cm  x  1  cm  12  MeV  beamlet  with  normal  incidence 
(fl  and  b),  normal  incidence  plus  10  cm  air  gap  (c  and  d),  and  oblique  incidence  (e  and  /).  The 
beamlet  size  is  defined  at  100  cm  SSD.  The  isodose  lines  shown  are  10, 20,  30, 40,  50, 60, 70, 80 
and  90%  of  the  maximum  dose  respectively. 


3,4.  MERT  versus  photons:  a  hypothetical  treatment  plan 

Modulated  electron  radiotherapy  is  a  general  purpose  technique  that  should  be  advantageous 
in  many  clinical  situations.  An  exhaustive  investigation  of  the  specific  advantages  of  MERT 
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Figure  .  Treatment  plans  for  a  hypothetical  breast  case  using  tangential  6  MV  photon  beams  (a) 
and  MERT  with  6, 12  and  20  MeV  electron  beams  (b).  Both  plans  were  calculated  using  the  Monte 
Carlo  method.  The  isodose  lines  (90, 70,  50  and  30%)  represented  50,  38.9, 25  and  16.7  Gy. 


over  traditional  treatment  modalities  on  a  site  by  site  basis  is  outside  the  scope  of  this  work. 
However,  to  demonstrate  the  possibility  of  improving  the  dose  homogeneity  in  the  target  and  the 
reduction  of  the  dose  in  surrounding  normal  tissues,  we  compare  the  dose  distributions  to  treat 
a  hypothetical  target  using  tangential  photon  beams  and  MERT.  The  purpose  of  the  comparison 
was  to  illustrate  the  concept  of  MERT  but  not  to  draw  specific  conclusions  on  the  use  of  either 
technique.  Previous  investigators  have  used  artificial  phantoms  and  hypothetical  targets  to 
mimic  different  treatment  sites  (e.g.  Hyodynmaa  et  al  1996,  Asell  etal  1997,  Ebert  and  Hoban 
1997).  We  considered  it  to  be  clinically  relevant  to  use  a  more  realistic  patient  geometry  (built 
from  CT  data)  in  our  comparison,  although  the  target  definition  and  beam  setup  are  somewhat 
arbitrary.  Figure  9  shows  the  hypothetical  treatment  plan  using  tangential  6  MV  photon  beams 
and  MERT  with  normally  incident  6, 12  and  20  MeV  electron  beams.  The  intensity  maps  for 
each  electron  beam  energy  are  shown  in  figure  10.  The  beamlet  size  was  1  cm  x  1  cm  at  100  cm 
at  isocentre.  It  is  worth  noting  here,  that  as  a  matter  of  practicality,  it  is  impossible  to  create 
the  intensity  maps  shown  in  figure  10  using  the  conventional  electron  cutout  approach  but  the 
electron  MLC  is  a  viable  alternative.  The  dose  distributions  for  both  plans  were  calculated 
using  the  Monte  Carlo  method.  The  isodose  lines  (90,  70,  50  and  30%)  were  normalized  in 
such  a  way  that  the  90%  isodose  surface  would  receive  the  prescribed  target  dose  of  50  Gy. 
For  the  photon  plan,  the  90%  dose  line  also  included  a  margin  in  the  lung  to  account  for  the 
effect  of  patient  breathing.  This  was  not  needed  for  the  electron  plan  as  the  electron  beams 
were  incident  enface  and  the  electron  beamlet  dose  distributions  do  not  vary  significantly  with 
breathing.  Figure  1 1  shows  the  dose  volume  histograms  (DVH)  for  the  hypothetical  treatment 
plans  shown  in  figure  9.  The  target  DVH  together  with  the  right  lung  DVH  are  shown  in 
figure  ll{a)  (as  percentage  volume)  and  the  right  lung  DHV  and  the  ‘total  body’  (including 
everything  inside  the  external  contour)  DVH  are  shown  in  figure  11(b)  (as  absolute  volume). 

It  is  clear  that  MERT  provided  better  dose  homogeneity  in  the  target  region  than  tangential 
photon  beams.  Tangential  photon  beams  produced  hot  spots  in  the  target  and  cold  spots  near 
the  skin  (figure  1 1  (a)).  MERT  significantly  reduced  the  dose  to  the  lung  relative  to  tangential 
photon  beams;  the  maximum  dose  to  the  lung  was  reduced  from  50  Gy  for  a  tangential  treatment 
to  35  Gy  for  MERT  (figure  11  (a)).  However,  MERT  increased  the  volume  of  the  lung  that 
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Figure  10.  Intensity  maps  for  the  three  electron  beam  energies.  The  beamlet  size  for  each  port 
was  1  X  1  cm^.  Darker  beamlets  indicate  a  higher  weight  than  the  lighter  beamlets  and  the  grey 
scale  for  all  three  maps  is  in  absolute  terms. 


received  a  lower  dose  (10%  more  volume  received  5  Gy  and  20%  more  volume  received  2  Gy) 
compared  with  tangential  photon  beams.  The  clinical  significance  of  the  increased  lung  volume 
receiving  such  a  low  dose  needs  to  be  investigated.  On  the  other  hand,  over  150  cm^  of  lung 
received  much  less  dose  with  MERT  compared  with  tangential  photon  beams,  which  could 
result  in  reduced  lung  complications  (figure  11(^)).  Another  clear  benefit  with  MERT  is  the 
exclusion  of  the  surrounding  normal  tissue  from  the  high  dose  volume  (figure  Over 

1000  cm^  of  normal  tissue  received  10-30  Gy  less  dose  in  a  MERT  plan  compared  with  this 
tangential  photon  beam  plan. 

4.  Conclusions 

In  this  work,  we  have  investigated  the  feasibility  of  modulating  both  energy  and  intensity  of 
electron  beams  for  radiotherapy.  This  was  achieved  by  combining  electron  beams  of  different 
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Figure  1 1 .  Dose  volume  histograms  (DVH)  for  the  breast  treatment  plans  shown  in  figure  9: 
{a)  DVH  shown  as  percentage  volume  for  the  target  (PTV)  and  the  right  lung  and  Q>)  DVH  shown 
as  absolute  volume  for  the  right  lung  and  the  ‘total  body’  which  includes  everything  inside  the 
external  contour. 


nominal  energies  and  variable  intensity  distributions.  A  prototype  electron  MLC  was  built  to 
study  the  characteristics  of  MLC-collimated  electron  beams  and  the  Monte  Carlo  simulations 
were  used  to  investigate  the  effect  of  MLC  leaf  material,  thickness,  shape  and  location.  The 
beamlet  distributions  calculated  using  a  3D  electron  pencil  beam  algorithm  as  implemented 
in  a  commercial  treatment  planning  system  and  the  Monte  Carlo  method  were  compared  for 
electron  beams  of  different  energies,  extended  air  gaps,  oblique  incidence  and  heterogeneous 
geometries.  A  hypothetical  breast  case  was  used  to  compare  the  dose  distributions  using 
tangential  photons  and  MERT  for  target  coverage  (dose  homogeneity)  and  normal  tissue  sparing 
(dose  reduction  in  the  lung  and  other  surrounding  normal  tissues). 
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Our  results  showed  that  an  electron  MLC  at  the  electron  cutout  location  can  provide 
adequate  beam  collimation  for  MERT  without  the  need  to  replace  the  air  in  the  accelerator 
head  and  between  the  MLC  and  the  phantom  with  helium.  The  beam  characteristics  collimated 
by  an  electron  MLC  are  comparable  to  those  collimated  by  a  focused  photon  MLC.  However, 
the  latter  requires  the  accelerator  head  and  between  the  MLC  and  the  phantom  to  be  filled  with 
helium,  which  may  be  impractical  for  some  accelerators  because  of  the  major  modifications 
needed  to  the  structure  design.  An  electron  MLC  can  also  be  used  in  place  of  a  cutout.  The 
Monte  Carlo  method  can  accurately  simulate  particle  transport  in  cases  involving  extended  air 
gaps,  oblique  incidence  and  heterogeneous  anatomy,  and  is  therefore  suitable  for  the  beamlet 
calculation  for  MERT  treatment  optimization.  Our  preliminary  results  based  on  a  hypothetical 
breast  case  demonstrated  the  potential  of  MERT  for  uniform  target  coverage  and  normal  tissue 
sparing.  To  fully  explore  the  potential  of  MERT,  further  studies  need  to  be  carried  out  for 
realistic  clinical  cases  and  for  other  treatment  sites  such  as  the  head  and  neck. 
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A  hybrid  approach  for  commissioning  electron  beam  Monte  Carlo  treatment  planning  systems  has 
been  studied.  The  approach  is  based  on  the  assumption  that  accelerators  of  the  same  type  have  very 
similar  electron  beam  characteristics  and  the  major  difference  comes  from  the  on-site  tuning  of  the 
electron  incident  energy  at  the  exit  window.  For  one  type  of  accelerator,  a  reference  machine  can  be 
selected  and  simulated  with  the  Monte  Carlo  method.  A  multiple  source  model  can  be  built  on  the 
full  Monte  Carlo  simulation  of  the  reference  beam.  When  commissioning  electron  beams  from 
other  accelerators  of  the  same  type,  the  energy  spectra  in  the  source  model  are  tuned  to  match  the 
measured  dose  distributions.  A  Varian  Clinac  2100C  accelerator  was  chosen  as  the  reference 
machine  and  a  four-source  beam  model  was  established  based  on  the  Monte  Carlo  simulations.  This 
simplified  beam  model  can  be  used  to  generate  Monte  Carlo  dose  distributions  accurately  (within 
2%/2  mm  compared  to  those  calculated  with  full  phase  space  data)  for  electron  beams  from  the 
reference  machine  with  various  nominal  energies,  applicator  sizes,  and  SSDs.  Three  electron  beams 
were  commissioned  by  adjusting  the  energy  spectra  in  the  source  model.  The  dose  distributions 
calculated  with  the  adjusted  source  model  were  compared  with  the  dose  distributions  calculated 
using  the  phase  space  data  for  these  beams.  The  agreement  is  within  1%  in  most  of  cases  and  2% 
in  all  situations.  This  preliminary  study  has  shown  the  capability  of  the  commissioning  approach  for 
handling  large  variation  in  the  electron  incident  energy.  The  possibility  of  making  the  approach 
more  versatile  is  also  discussed.  ©  2000  American  Association  of  Physicists  in 
Medicine.[S0094-2405{00)03m-5] 

Key  words:  electron  beam,  treatment  planning,  Monte  Carlo  simulation,  beam  commissioning, 
source  modeling 


L  INTRODUCTION 

Electron  beam  radiation  therapy  is  used  extensively  to  treat 
head  and  neck  cancers  to  avoid  the  irradiation  of  the  spinal 
cord,  and  to  treat  chest  walls  to  limit  the  irradiated  volume  of 
lung.  The  currently  available  commercial  systems  for  elec¬ 
tron  treatment  planning  mostly  utilize  the  Hogstrom  algo¬ 
rithm  as  the  dose  calculation  engine,^  which  is  based  on 
Fermi-Eyges  theory  Due  to  the  inappropriate  treatment  of 
electron  transport  in  inhomogeneous  phantoms,  large  dis¬ 
crepancies  (10%  or  more)  in  the  dose  distributions  have  been 
observed  between  the  current  analytical  algorithms  and  mea¬ 
surements  or  Monte  Carlo  simulations  in  some  clinical  situ¬ 
ations  where  the  treatment  volumes  encompass  air  cavities 
and  bone."^-^  Accurate  dose  calculation  is  an  important  factor 
for  the  widespread  clinical  use  of  electron  therapy  and  the 
development  of  new  electron  therapy  techniques,  such  as 
electron  beam  or  mixed  electron/photon  beam  intensity 
modulated  therapy,  which  are  expected  to  improve  the  con¬ 
formality  of  the  delivered  dose  distribution  to  the  target  vol¬ 
ume  for  some  disease  sites.^”^^ 

The  Monte  Carlo  method  is  generally  considered  to  be  the 
most  accurate  approach  for  electron  dose  calculation  under 
all  circumstances. In  particular,  Monte  Carlo  simulation 
can  handle  electron  multiple  scattering  in  the  presence  of 
inhomogeneities  (such  as  bone  and  air  cavity)  much  more 


accurately  than  any  existing  analytical  dose  models.  The  ne¬ 
cessity  of  accurate  electron  dose  calculation  has  motivated 
many  efforts  to  develop  Monte  Carlo  electron  beam  treat¬ 
ment  planning  systems.^’^’^^"^^  Due  to  the  rapid  development 
of  computer  technology  and  the  employment  of  innovative 
variance  reduction  techniques,  it  is  expected  that  treatment 
planning  systems  utilizing  a  Monte  Carlo  dose  engine  will 
begin  to  serve  in  routine  clinical  practice  in  the  next  few 
years. 

The  commissioning  procedure  for  a  Monte  Carlo  treat¬ 
ment  planning  system  can  be  different  from  that  for  a  con¬ 
ventional  planning  system,  since  it  requires  more  detailed 
and  accurate  clinical  beam  data.^^  For  example,  the  phase 
space  information  (position,  direction  and  energy)  is  needed 
to  represent  particles  coming  out  of  the  accelerator  treatment 
head.  This  information  is  extremely  difficult,  if  not  impos¬ 
sible,  to  acquire  experimentally,  mainly  due  to  the  very  high 
intensity  of  the  therapeutic  electron  beam.^^  Some  research¬ 
ers  tried  to  extract  the  phase  space  information  from  the 
limited  set  of  measured  dose  data  (such  as  depth  dose  curves 
and  dose  profiles)  by  using  a  simple  beam  model.^^  Although 
the  approach  may  have  great  potential,  at  least  currently  it 
uses  many  approximations  and  the  accuracy  of  the  recon¬ 
structed  phase  space  cannot  be  guaranteed.  The  only  method 
to  obtain  the  accurate  electron  beam  phase  space 
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information  is  to  simulate  the  accelerator  treatment  head  us¬ 
ing  the  Monte  Carlo  method.^^”^"^  An  EGS4  Monte  Carlo 
user  code,  OMEGA  beam,  was  developed  specifically  for  this 
purpose. Using  the  beam  code,  the  accelerator  treatment 
head  and  electron  applicator  can  be  simulated  to  yield  a  data 
file  containing  the  phase  space  information  for  tens  of  mil¬ 
lions  of  particles  exiting  the  treatment  head.  The  phase  space 
data  can  then  be  used  as  input  to  calculate  dose  distributions 
in  a  patient’s  CT  phantom.^"^ 

However,  direct  simulation  of  the  accelerator  treatment 
head  using  the  Monte  Carlo  method  is  not  a  viable  commis¬ 
sioning  approach  for  Monte  Carlo  treatment  planning.  The 
beam  characteristics  are  usually  different  due  to  variation  in 
accelerator  designs  and  on-site  beam  tuning.  The  simulated 
electron  beam  phase  space  for  one  accelerator  may  not  be 
used  directly  for  another.  It  is  necessary  to  simulate  each 
accelerator  individually  to  obtain  the  phase  space  informa¬ 
tion.  This  fact  presents  three  problems  for  the  clinical  accep¬ 
tance  of  Monte  Carlo  treatment  planning  systems.  First,  the 
simulation  of  the  accelerator  treatment  head  for  every 
energy/applicator  combination  takes  much  more  time  than 
the  commissioning  of  a  conventional  electron  planning  sys¬ 
tem.  As  estimated  by  Faddegon  et  even  for  users  with 
Monte  Carlo  simulation  experience,  it  takes  about  two 
months  of  CPU  time  to  generate  a  complete  set  of  beam  data 
for  a  single  accelerator.  Second,  the  storage  of  the  phase 
space  information  requires  a  lot  of  computer  disk  space.  For 
each  energy/applicator  combination,  a  phase  space  file  is 
usually  pre-calculated  and  stored  in  the  treatment  planning 
computer.  For  accurate  treatment  planning,  a  phase  space  file 
occupies  hundreds  of  megabytes  of  disk  space.  This  is  cer¬ 
tainly  a  substantial  burden  for  the  computer  resources  at 
most  clinical  centers.  Third,  the  generation  and  quality  assur¬ 
ance  of  the  phase  space  data  files  by  simulating  the  treatment 
head  requires  Monte  Carlo  simulation  experience.  Therefore, 
it  is  a  prohibitive  task  for  general  users  to  perform  Monte 
Carlo  simulations  for  their  own  accelerators. 

In  this  paper,  a  hybrid  approach  for  commissioning  elec¬ 
tron  beam  Monte  Carlo  treatment  planning  systems  is  pro¬ 
posed.  This  method  combines  the  advantages  of  the  full 
Monte  Carlo  simulation  and  the  method  of  Janssen  et  al?^  It 
is  based  on  the  assumption  that  accelerators  of  the  same  type 
have  very  similar  electron  beam  characteristics  and  the  major 
difference  is  the  electron  incident  energy  at  the  exit  window 
due  to  beam  tuning  during  linac  acceptance.  By  simulating  a 
reference  accelerator  for  a  particular  type  of  accelerator  us¬ 
ing  the  Monte  Carlo  beam  code,^"^  a  beam  model  is  con¬ 
structed  using  the  resultant  phase  space  information.  The 
beam  model  is  a  simplified  implementation  of  a  previously 
developed  multiple  source  model  which  can  compress  the 
Monte  Carlo  phase  space  data  by  a  factor  of  1000  or 
more.^^"^^  When  commissioning  another  accelerator  of  the 
same  type,  the  energy  spectra  in  the  beam  model  are  tuned  to 
match  standard  measured  data  such  as  depth  doses  and  dose 
profiles.  Using  this  approach,  we  do  not  have  to  simulate 
every  accelerator  individually.  Only  one  reference  accelera¬ 
tor  needs  to  be  simulated  for  a  type  of  accelerator,  and  this 
can  be  done  carefully  by  someone  with  Monte  Carlo  exper¬ 


tise.  In  this  paper,  a  Varian  Clinac  2100C  accelerator  is  cho¬ 
sen  as  the  reference  machine.  The  machine  is  simulated  us¬ 
ing  the  BEAM  code^"^  and  a  four-source  beam  model  is 
established  based  on  the  simulated  beam  phase  space  infor¬ 
mation.  The  accuracy  of  the  Monte  Carlo  dose  distributions 
calculated  with  the  model  is  verified.  Then,  the  model  based 
on  the  reference  beam  is  used  to  commission  three  other 
electron  beams.  Two  beams  are  also  from  the  reference  ma¬ 
chine  but  with  incident  energies  significantly  different  from 
that  of  the  reference  beam.  The  third  beam  is  from  another 
Clinac  2100C  machine  at  a  different  institution.^^  The  valid¬ 
ity  of  the  proposed  commissioning  approach  is  demonstrated 
by  commissioning  these  three  beams. 

II.  METHODS  AND  MATERIAL 
A.  Beam  modeling 
1,  General  considerations 

Beam  modeling  is  the  first  step  in  our  hybrid  commission¬ 
ing  procedure  for  a  Monte  Carlo  treatment  planning  system. 
A  beam  model  for  a  type  of  accelerator  is  established  using 
the  Monte  Carlo  simulated  phase  space  information  for  the 
reference  beam.  The  beam  data  are  modeled  using  the  mul¬ 
tiple  source  model  developed  by  Ma  et  which  is 

modified  in  the  current  work  for  use  in  the  commissioning 
procedure.  The  major  modifications  of  the  model  are  dis¬ 
cussed  here. 

The  multiple  source  model  is  based  on  the  observation 
that  particles  from  different  components  of  an  accelerator 
have  significantly  different  energy,  angular,  and  spatial  dis¬ 
tributions,  while  the  particles  from  the  same  component  have 
very  similar  characteristics.^^"^^  Therefore,  the  particles 
from  different  components  of  an  accelerator  can  be  treated  as 
they  are  from  different  sub-sources.  Each  sub-source  repre¬ 
sents  a  critical  component  in  the  treatment  head  and  its  geo¬ 
metrical  dimensions  are  determined  by  the  component  di¬ 
mensions.  Each  sub-source  has  its  own  energy  spectrum  and 
planar  fluence  distribution  derived  from  the  simulated  phase 
space  data.  When  the  model  is  used  for  dose  calculation,  the 
incident  energy  and  position  of  a  particle  are  sampled  from 
the  corresponding  stored  energy  spectrum  and  planar  fluence 
distribution.  The  incident  direction  of  the  particle  is  recon¬ 
structed  by  sampling  the  position  of  the  particle  on  the  sub¬ 
source  and  on  the  phantom  surface.  The  correlation  between 
the  particle  position  and  incident  angle  is  naturally  retained. 

A  primary  reason  to  develop  the  multiple  source  model 
was  to  find  a  concise  way  to  replace  the  huge  phase  space 
data  files  generated  from  Monte  Carlo  simulations.^^’^^  The 
emphasis  of  the  current  work  is  to  develop  a  clinically  prac¬ 
tical  commissioning  procedure  for  Monte  Carlo  treatment 
planning.  The  multiple  source  model  is  simplified  to  make 
the  commissioning  procedure  as  simple  as  possible  while 
trying  to  maintaining  dose  calculation  accuracy  under  all  cir¬ 
cumstances  of  clinical  relevance.  The  number  of  sub-sources 
in  the  model  is  minimized  and  only  those  sub-sources  of 
dosimetric  significance  are  retained.  The  dependence  of  the 
model  on  the  detailed  information  of  accelerators  is  reduced. 
Sub-sources  are  represented  by  dimensionless  geometric  ob- 
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jects,  such  as  points  and  lines,  instead  of  the  actual  geometri¬ 
cal  shapes  and  sizes  of  the  treatment  head  components  as 
used  previously.^^’^^ 

Ma  et  at.  established  their  multiple  source  model  from  the 
Monte  Carlo  simulated  phase  space  data  on  the  patient  sur¬ 
face  (at  100  cm  SSD)  and  the  last  scraper  of  the  electron 
applicator  was  included  in  the  model  as  a  sub-source.^^’^^  In 
this  work,  the  treatment  head  is  simulated  using  the  beam 
code  down  to  just  above  the  last  scraper  of  the  electron 
applicator,^"^  where  the  patient  specific  cutout  is  inserted.  The 
last  scraper,  as  well  as  the  field-defining  cutout,  are  simu¬ 
lated  together  with  the  patient  CT  phantom  when  performing 
Monte  Carlo  treatment  planning  dose  calculations.  The  ad¬ 
vantage  of  this  method  is  that  the  beam  model  is  patient 
independent.  However,  this  approach,  compared  to  that  of 
Ma  et  requires  more  careful  beam  modeling  since  an 

air  gap  between  the  last  scraper  and  patient  surface  is  not 
included  in  the  original  BEAM  simulation. 

In  the  present  paper,  the  beam  modeling  approach  is  ap¬ 
plied  to  a  Varian  Clinac  2100C  machine  at  Stanford  Medical 
Center,  which  is  chosen  as  the  reference  machine  to  build 
beam  models.  At  first,  a  very  detailed  model  for  each  beam  is 
used  as  the  starting  point.  All  the  critical  components  of  the 
treatment  head  are  modeled  as  sub-sources.  With  this  model, 
the  phase  space  information  of  the  electron  beam  can  be 
precisely  reconstructed  and  the  dose  distribution  in  a  water 
phantom  can  be  accurately  calculated.  Then,  the  number  of 
sub-sources  is  gradually  reduced  while  maintaining  the  accu¬ 
racy  in  dose  distribution  calculation.  We  find  that  a  point 
electron  source  with  the  energy  spectrum  obtained  from  the 
Monte  Carlo  simulation  is  able  to  give  a  reasonably  accurate 
depth-dose  curve,  which  is  consistent  with  the  previous 
observation.^^  By  adding  another  point  photon  source,  the 
bremsstrahlung  tail  in  the  depth  dose  distribution  can  be  re¬ 
produced  accurately.  However,  it  is  found  that  the  penumbra 
at  the  phantom  surface  generated  with  this  two  point  source 
model  is  sharper  compared  to  that  generated  with  the  full 
phase  space  data.  In  order  to  get  the  dose  profiles  correct,  we 
find  that,  in  addition  to  the  two  point  sources,  two  square 
ring  electron  sources  (which  emit  electrons  isotropically)  are 
needed  to  represent  electrons  scattered  from  the  applicator 
scrapers.  (The  term  square  ring  is  used  here  to  represent  the 
edge  of  a  square.)  Therefore,  the  beam  model  should  include 
four  sub-sources:  a  point  electron  source  for  direct  electrons 
(which  do  not  interact  with  the  beam  defining  system)  and 
electrons  scattered  from  the  primary  collimator,  movable 
jaws  and  shieldings,  a  point  photon  source  for  all  contami¬ 
nant  photons,  and  two  square  ring  electron  sources  for  elec¬ 
trons  scattered  from  the  first  two  scrapers  of  the  electron 
applicator  (the  third  also  last  scraper  is  not  included  in  the 
model). 

As  described  previously,  beam  modeling  consists  of  two 
steps,  namely,  beam  representation  and  beam 
reconstruction.^^’^^  In  beam  representation,  parameters  in  the 
model  are  extracted  from  the  simulated  phase  space  file.  In 
the  current  simplified  model,  these  parameters  include  the 
positions  and  relative  intensities  of  the  sub-sources,  the  en¬ 
ergy  spectra  for  particles  inside  and  outside  the  field  for  each 


sub-source,  and  the  planar  fluence  distributions  on  the  scor¬ 
ing  plane  (directly  above  the  last  scraper)  for  each  sub¬ 
source.  Beam  reconstruction  is  performed  when  using  the 
model  for  dose  calculations.  The  phase  space  information  for 
each  particle,  including  the  energy,  position  and  direction,  is 
reconstructed  from  the  scored  source  parameters. 

2.  Beam  representation 

The  positions  of  the  virtual  electron  and  photon  point 
sources  can  be  determined  using  a  method  described  in  Ref. 
36,  which  is  analogous  to  the  pinhole  method.^^  A  thin  an¬ 
nular  aperture  is  selected  on  the  scoring  plane  and  phase 
space  particles  are  allowed  to  pass  through  the  aperture  and 
form  an  image  at  a  distance  below  the  scoring  plane.  Ray 
lines  drawn  through  the  center  of  the  aperture  and  the  peak 
of  the  aperture  image  form  a  virtual  focal  spot,  which  is 
adopted  as  the  position  of  the  point  source.  This  pinhole 
method  is  very  effective  for  the  photon  point  source.  How¬ 
ever,  we  find  that  for  electrons,  this  method  is  only  appli¬ 
cable  to  high  energy  beams.  For  lower  energy  beams,  e.g.,  6 
MeV,  the  virtual  SSD  determined  with  this  method  is  greatly 
overestimated  and  dependent  on  the  radius  of  the  thin  annu¬ 
lar  aperture  on  the  scoring  plane.  This  is  due  to  the  fact  that 
the  in-air  multiple  scattering  of  low  energy  electrons  is  sig¬ 
nificant.  To  overcome  this  problem  we  performed  another 
Monte  Carlo  simulation  of  the  accelerator  treatment  head  by 
replacing  the  intervening  air  with  vacuum.  Then,  based  on 
the  new  phase  space  data,  this  pinhole  method  can  be  used  to 
generate  the  correct  position  for  the  virtual  electron  point 
source,  which  is  independent  of  the  sampling  radius.  The 
effect  of  in-air  multiple  scattering  is  taken  into  account  dur¬ 
ing  beam  reconstruction  by  adding  a  perturbation  to  the  elec¬ 
tron  incident  direction,  as  discussed  later. 

Two  square  ring  sources  of  electrons  are  located  at  the 
corresponding  positions  of  the  two  applicator  scrapers.  The 
sides  of  the  square  rings  correspond  to  the  actual  openings  of 
the  scrapers. 

The  energy  spectrum  for  each  sub-source  is  derived  from 
the  simulated  phase  space  data.  It  was  found  that  the  mean 
energy  of  the  electrons  is  relatively  uniform  inside  the  field 
as  well  as  outside  the  field.  The  change  of  mean  energy  with 
the  distance  from  the  central  axis  is  more  like  a  step 
function. Therefore,  in  the  current  model,  each  sub-source 
has  two  different  energy  spectra,  one  for  electrons  inside  and 
the  other  for  electrons  outside  the  treatment  field.  Parameters 
stored  in  the  model  are  the  minimum  and  maximum  ener¬ 
gies,  number  of  energy  bins  as  well  as  the  relative  fluence  for 
each  energy  bin.  The  minimum  and  maximum  energies  cor¬ 
respond  to  the  cutoff  energies  (ECUT  or  PCUT)  and  the 
incident  energy  used  in  the  accelerator  simulation.  The  num¬ 
ber  of  bins  is  determined  by  the  desired  resolution.  For  ex¬ 
ample,  if  we  want  the  uncertainty  in  the  calculated  depth  of 
50%  dose,  R50,  to  be  less  than  1%,  the  uncertainty  in  the 
peak  position  of  the  energy  spectrum  should  be  within  1% 
and  therefore  the  bin  width  should  be  smaller  than  1%  of  the 
peak  energy.  For  the  12  MeV  beam,  we  used  128  bins  and 
then  the  bin  width  is  less  than  0.1  MeV.  This  bin  width  is 
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also  found  to  be  small  enough  to  represent  the  peak  width  of 
the  energy  spectrum,  which  has  a  significant  effect  on  the 
slope  of  the  depth  dose  fall-off. 

The  planar  fluence  distribution  for  each  sub-source  is  also 
derived  from  the  simulated  phase  space  data  and  recorded  on 
the  scoring  plane  using  a  grid  scheme.  Within  each  pixel  of 
the  grid,  the  planar  fluence  is  assumed  to  be  uniform.  The 
dimension  of  a  pixel  is  dependent  on  field  size,  usually  from 
1  to  3  mm.  Parameters  used  to  represent  the  planar  fluence 
distribution  include  the  treatment  field  dimension,  the  num¬ 
ber  of  pixels  and  the  relative  intensity  of  each  pixel,  for  each 
sub-source.  It  has  been  found  that  in  general,  the  mean  en¬ 
ergy  varied  from  position  to  position  in  the  treatment  field  by 
less  than  10%  for  a  given  sub-source.^^  Thus,  it  is  reasonable 
to  store  and  then  sample  the  particle  energy  and  position 
independently. 

The  angular  distributions  are  not  scored  explicitly.  They 
are  reconstructed  during  the  dose  calculation,  as  described  in 
the  next  section. 

Finally,  the  simulated  phase  space  information  is  repre¬ 
sented  with  a  set  of  parameters  for  each  sub-source.  The 
resultant  source  parameter  file  is  much  smaller  (about 
100  kilobytes)  than  the  original  phase  space  file 
(>100  megabytes). 

3.  Beam  reconstruction 

When  performing  dose  calculation  in  a  patient’s  CT  phan¬ 
tom,  the  source  parameter  file  is  used  to  reconstruct  the 
phase  space  information  (energy,  position  and  direction)  of 
every  incident  particle.  The  beam  reconstruction  process 
consists  of  the  following  steps: 

(1)  Determine  from  which  particular  sub-source  a  particle 
originates  by  sampling  from  the  relative  source  intensity 
of  each  sub-source. 

(2)  Determine  the  position  on  the  sub-source  (excluding 
point  sources)  where  the  particle  is  emitted. 

(3)  Sample  the  particle  position  on  the  scoring  plane  from 
the  fluence  pattern  for  the  sub-source. 

(4)  Sample  the  particle  energy  from  the  energy  spectrum  for 
the  given  sub-source  based  on  the  particle  position  (in¬ 
side  or  outside  the  treatment  field). 

(5)  Determine  the  particle  incident  angle  by  connecting  the 
position  on  the  sub-source  from  where  the  particle  is 
emitted  and  the  position  of  the  particle  on  the  scoring 
plane. 

(6)  Add  in-air  perturbation  on  the  particle  direction  if  it  is  an 
electron. 

The  sampling  from  the  relative  source  intensity  distribu¬ 
tion  is  done  by  a  table-look-up  method.^^  All  the  sub-sources 
are  in  turn  numbered  from  1  to  A  (here  A  =  4  for  accelerators 
with  designs  similar  to  the  Varian  Clinac  2100C  machine) 
and  the  relative  intensity  of  the  /th  sub-source  is  Pi(i 
=  1,...,A).  The  accumulative  source  intensity  for  the  iih 
sub-source,  P/(  =  Sj=i/7y),  is  multiplied  by  a  large  integer 
M.  The  value  of  M  is  determined  according  to  the  desired 
sampling  precision  of  the  relative  source  intensity.  For  ex- 


fa/2.a/2)  (^,a/2) 


Fig.  1.  A  diagram  for  illustrating  the  sampling  algorithm  from  a  square  ring 
source.  The  origin  of  the  coordinate  system  is  at  the  center  of  the  square 
ring. 


ample,  M=1000  corresponds  to  the  precision  of  0.1%  in 
sampling  from  the  relative  source  intensity  distribution. 
Then,  a  one  dimensional  array  of  M  elements  is  prepared  by 
assigning  value  i  to  array  elements  from  INT(MPi-i)  to 
INT(MPi),  where  the  operator  I  NT  returns  the  integer  part 
of  a  real  number.  During  the  beam  reconstruction,  a  random 
integer  number  K  between  1  and  M  is  generated  and  the 
value  of  the  ^th  array  element  is  the  sub-source  number 
where  the  particle  is  emitted.  Such  a  table-look-up  method  is 
of  very  high  sampling  speed  and  efficiency.  Its  speed  is  also 
independent  of  the  number  of  sub-sources.  The  sampling 
precision  is  usually  adequate  as  long  as  an  large  enough  ar¬ 
ray  is  used. 

According  to  the  energy  spectra  on  the  scoring  plane,  the 
bin  number  in  which  the  particle  energy  falls  is  also  sampled 
using  the  table-look-up  method.  An  additional  uniform  sam¬ 
pling  is  done  within  the  given  energy  bin  to  make  the  particle 
energy  continuous. 

The  same  table-look-up  method  is  also  used  to  sample  the 
pixel  number  corresponding  to  a  particle  position  on  the 
scoring  plane.  Another  sampling  is  performed  uniformly  to 
determine  the  particle’s  coordinates  within  the  chosen  pixel. 

For  the  point  sources,  the  incident  angle  of  the  particle  is 
determined  by  constructing  a  ray  line  from  the  point  source 
to  the  position  of  the  particle  on  the  scoring  plane.  For  the 
square  ring  electron  sources,  we  need  to  determine  where  the 
electron  comes  from  on  the  ring.  This  is  done  in  two  steps. 
First,  we  determine  from  which  edge  of  the  square  ring  the 
electron  is  emitted.  Second,  we  determine  from  where  on  the 
chosen  edge  the  electron  comes. 

As  illustrated  in  Fig.  1,  a  square  ring  of  size  aXa  is 
located  above  the  scoring  plane  at  a  distance  J.  We  assume 
that  the  square  ring  edge  emits  electrons  uniformly  and  iso¬ 
tropically.  Under  this  approximation,  the  probability  for  an 
electron  on  the  scoring  plane  to  come  from  a  point  on  the 
ring  is  proportional  to  the  inverse  square  of  the  distance  be- 
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tween  the  points  on  the  ring  and  plane.  This  approximation 
greatly  simplifies  the  sampling  process.  It  is  found  that  the 
angular  distribution  of  the  scattered  electrons  reconstructed 
based  on  the  fluence  distribution  on  the  scoring  plane  and  the 
emitting  position  on  the  square  ring  source  is  reasonably 
accurate,  although  electrons  scattered  from  the  applicator 
scraper  mainly  correspond  to  electrons  incident  on  the  verti¬ 
cal  face  of  the  scraper  and  are  dominantly  forward  directed.^® 
Furthermore,  the  dose  profile  at  the  patient  surface  is  greatly 
influenced  by  electrons  scattered  from  the  last  scraper  or  cut¬ 
outs,  which  are  not  included  in  the  source  model  but  will  be 
accurately  simulated  with  the  patient  CT  phantom. 

For  an  electron  at  position  (xo,yo)  on  the  scoring  plane 
(see  Fig.  1),  the  probability  for  it  to  have  come  from  the  rih 
edge  is  given  as 
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for  z  =  l,2. 


for  /  =  3,4, 
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where 


Cj  =  a/2)^  4-  (f' , 

(3) 

C2=^(yo~a/2)'^  +  d^, 

(4) 

C2=^{xo+a/2f+d^, 

(5) 

C4=ylixo-a/2)^+d^. 

(6) 

Using  the  probabilities  given  above,  the  edge  from  which  the 
electron  has  come  can  be  sampled.  Then,  the  position  (jc,y) 
on  the  chosen  edge  is  further  sampled.  For  edges  1  and  2, 
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and  for  edges  3  and  4, 
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where  ^  is  a  random  number  uniformly  distributed  from  0 
to  1. 

After  the  electron  position  on  the  square  ring  is  deter¬ 
mined,  the  connection  of  this  position  to  the  position  on  the 
scoring  plane  gives  the  electron’s  incident  direction,  which 
needs  to  be  additionally  perturbed  to  address  the  in-air  mul¬ 
tiple  scattering. 

In  a  previous  implementation  of  this  model,  the  effect  of 
electron  multiple  scattering  in  air  as  well  as  other  materials 
on  its  path  to  the  scoring  plane  was  taken  into  account  by 
sampling  the  electron  perturbation  angle  from  a  Monte  Carlo 
simulated  angular  distribution.^^  This  angular  distribution 
was  stored  while  performing  the  Monte  Carlo  simulation  for 
the  accelerator  and  only  included  electrons  falling  into  a 
small  region  (e.g.,  of  1  cm  radius)  around  beam  central  axis. 
In  the  current  work,  the  effect  of  in-air  multiple  scattering  is 
considered  more  accurately  using  the  Fermi-Eyges  theory 
The  effect  of  other  materials  is  considered  by  adding  a  pa¬ 
rameter  to  the  standard  deviation  of  the  angular  distribution. 
The  Fermi-Eyges  theory  is  a  well-known  small-angle  theory 
and  can  predict  the  multiple  scattering  effect  of  megavoltage 
electrons  in  air  or  other  heavier  materials  as  long  as  the  elec¬ 
tron  effective  pathlengths  are  small.'^^’'^^ 

Assume  that  an  electron  initially  travels  along  the  z  axis. 
According  to  the  Fermi-Eyges  theory,  the  distributions  for 
the  projections  of  the  polar  angle,  6,  on  the  x— z  plane,  0^^ 
and  on  the  y  -  z  plane,  6y ,  are  both  Gaussian  after  electrons 
travel  a  distance,  and  are  given  as^’"^^ 


fW= 


(11) 


f(0y)  = 


(12) 


where  (Tp  and  a  a  are  the  standard  deviations  for  each 

y 

Gaussian  distribution,  respectively.  In  a  homogeneous  mate¬ 
rial,  and  without  the  presence  of  an  electromagnetic  field, 
both  standard  deviations  should  be  the  same,  so  we  let  cr 
=  (T0=(Tq^.  Under  the  small-angle  approximation 

e^=el+^y,  (13) 

therefore  the  polar  angle  0  obeys  a  radial  Gaussian  distribu¬ 
tion  while  the  azimuthal  angle  (j)  is  uniformly  distributed  in 
[0,2 tt].  Hence  the  sampling  method  for  these  two  angles  is 
given  as  follows: 

6'=W-21n^i,  (14) 


<^  =  271^2.  (15) 

where  and  ^2  random  numbers  uniformly  distributed 
in  [0,1]. 

According  to  the  Fermi-Eyges  theory,  a  can  be  calcu¬ 
lated  as^’"^^ 

<j'^=Ao-A\IA2,  (16) 

where 
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A-i  /  =  0,1,2.  (17) 

^  Jo 

Here,  K  is  the  electron  linear  scattering  power  and  I  is  the 
distance  at  which  electrons  travel.  The  electron  linear  scat¬ 
tering  power  can  be  fitted  well  using  a  simple  formula  pro¬ 
posed  by  Werner  et  al 

K{E)  =  aE-^.  (18) 

Using  this  formula  we  fitted  the  linear  scattering  power  data 
in  air  supplied  by  ICRU  Report  35"^  and  found  that  a 
=  3.329X  10“^  rad^/cm  and  yS=1.638.  E  is  the  electron  en¬ 
ergy  in  MeV  and  sampled  from  the  energy  spectrum  at  the 
scoring  plane.  The  energy  loss  of  electrons  in  air  is  usually 
very  small  and  can  be  ignored  when  they  travel  from  the 
virtual  source  to  the  scoring  plane.  The  mean  energy  loss  of 
6  MeV  electrons  after  traveling  100  cm  in  air  is  about  4%  of 
its  initial  energy  (estimated  using  the  stopping  power)  and  it 
is  about  2%  for  20  MeV  electrons.  Therefore  a  can  be  given 
as 

a^=^K{E)h  (19) 

which  is  a  function  of  electron  energy  and  the  distance  be¬ 
tween  the  virtual  source  and  the  position  on  scoring  plane. 
During  beam  reconstruction,  according  to  the  sampled  elec¬ 
tron  energy,  positions  on  the  scoring  plane  and  on  the  virtual 
source,  ccan  be  calculated.  Then  using  Eqs.  (14)  and  (15)  0 
and  0  are  sampled  and  a  perturbation  is  added  to  the  elec¬ 
tron’s  incident  direction. 

The  perturbation  caused  by  in-air  multiple  scattering  can 
be  directly  calculated  using  Eq.  (19)  for  electrons  from  the 
squaring  ring  sources.  For  direct  electrons,  there  are  other 
accelerator  components  in  their  paths  from  the  virtual  point 
source  to  the  scoring  plane  in  addition  to  the  intervening  air, 
such  as  the  exit  window,  scattering  foil,  monitor  chamber, 
mirror  and  protection  window.  The  effect  of  these  materials 
on  electron  angular  distribution  has  been  mainly  included  in 
the  determination  of  the  virtual  electron  point  source  posi¬ 
tion.  We  also  need  to  take  into  account  the  angular  perturba¬ 
tion  caused  by  these  materials.  If  we  know  precisely  the 
material  and  thickness  of  these  parts,  we  can  calculate  their 
effect  on  (t,  as  done  by  Keall  and  Hoban."^^  However,  it  is 
usually  difficult  for  users  to  know  this  information  about 
their  accelerator  when  commissioning  a  Monte  Carlo  treat¬ 
ment  planning  system.  Therefore,  we  introduce  a  factor  k  to 
account  for  the  effect  of  these  materials.  For  direct  electrons, 
cr  is  then  given  as 

<j^=^\K{E)lk.  (20) 

The  factor  k  is  determined  by  fitting  the  angular  distribution 
calculated  using  Fermi -Eyes  theory  to  that  simulated  with 
the  Monte  Carlo  method  for  direct  electrons.  The  introduc¬ 
tion  of  k  factor  provides  a  potentially  tunable  parameter  in 
the  source  model. 

4.  Model  verification 

The  four-source  model  is  verified  dosimetrically  by  com¬ 
paring  the  dose  distributions  in  a  water  phantom  calculated 


using  the  model  with  those  calculated  using  the  full  phase 
space  data.  Dose  distributions  are  calculated  for  various 
combinations  of  three  electron  energies  (6,  12,  and  20  MeV), 
three  applicator  sizes  (6X6,  10X10,  and  20X20cm^),  and 
two  SSDs  (100  cm  and  120  cm). 

The  measurement  of  electron  beam  applicator  factors  (de¬ 
fined  as  the  ratio  of  the  open  field  dose  in  water  at  for  a 
given  applicator  to  that  of  the  reference  applicator,  typically 
the  10X10  or  15X15cm^  for  the  same  beam  energy)  is 
done  during  accelerator  commissioning  for  all  energy/cone 
combinations.  Therefore,  the  applicator  factors  will  be  sup¬ 
plied  by  the  user  when  performing  the  model  commission¬ 
ing.  Cutout  factors  (defined  as  the  ratio  of  the  dose  in  water 
at  6?max  for  a  blocked  field  to  that  of  the  open  field  for  the 
same  applicator  and  beam  energy)  are  patient  specific  and 
not  always  easy  to  measure  accurately  for  all  clinical  situa¬ 
tions.  Therefore,  the  model  should  be  able  to  calculate  cutout 
factors.  To  demonstrate  this,  we  compare  the  model  calcu¬ 
lated  cutout  factors  with  those  measured  and  calculated  by 
Kapur  et  al.  using  a  full  Monte  Carlo  simulation."^^ 


B.  Beam  commissioning 

The  four-source  model  which  is  built  using  a  Varian  Cli- 
nac  2100C  accelerator  as  the  reference  machine  can  be  used 
to  reconstruct  electron  beams  from  other  Clinac  2100C  ac¬ 
celerators  by  tuning  the  energy  spectra  in  the  model. 

For  accelerators  with  exactly  the  same  design,  the  major 
different  is  the  electron  incident  energy  due  to  the  on-site 
tuning  to  suit  the  user.  This  energy  approximately  corre¬ 
sponds  to  the  maximum  energy  of  all  the  stored  energy  spec¬ 
tra  in  the  source  model.  It  is  found  that  the  energy  spectra  for 
all  sub-sources  are  very  similar  for  different  accelerators  of 
the  same  type.  When  the  incident  energy  is  changed,  the 
energy  spectra  can  be  approximated  as  stretched  or  com¬ 
pressed  along  the  energy  axis  accordingly.  The  depth  dose 
curve  is  very  sensitive  to  the  electron  incident  energy  and 
therefore  used  to  adjust  the  maximum  energy,  E^^ ,  in  the 
model.  The  relationship  between  the  incident  energy,  E^^^, 
and  /?5o  has  been  studied  by  simulating  the  reference  accel¬ 
erator  using  a  lOX  10  cm^  cone  and  100  cm  SSD  with  vari¬ 
ous  incident  energies.  Then,  the  variation  of  Ejn  as  a  function 
of  the  variation  of  R^q  is  established  for  this  type  of  accel¬ 
erator.  This  relationship  is  used  as  a  guide  to  tune  the  maxi¬ 
mum  energy  in  the  model  to  commission  a  clinical  beam. 

The  proposed  commissioning  approach  can  be  summa¬ 
rized  as  follows: 

(1)  Chose  an  accelerator  as  the  reference  machine  for  all 
other  accelerators  of  the  same  design,  and  carefully  per¬ 
form  full  Monte  Carlo  simulations  for  the  electron 
beams  of  various  nominal  energies  from  the  reference 
machine  with  10  X  lOcm^  applicator. 

(2)  Build  the  source  models  for  the  simulated  beams  based 
on  the  Monte  Carlo  phase  space  data,  perform  Monte 
Carlo  dose  calculation  in  water  for  100  cm  SSD,  and 
record  the  maximum  energy,  ,  in  the  model  and  the 
^50^  value  for  each  beam. 
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Rg.  2,  Effects  of  intervening  air  and  sampling  radius  on  virtual  SSD  (de¬ 
fined  here  as  the  distance  from  the  point  source  to  the  scoring  plane)  for  the 
electron  point  source  determined  with  the  pinhole  method,  (a)  6  MeV;  (b)  20 
MeV. 


(3)  For  the  beam  to  be  commissioned,  find  the  value 
of  the  measured  depth-dose  curve  in  water  for  10 
X 10  cm^  applicator  and  100  cm  SSD. 

(4)  Select  the  reference  beam  which  has  the  same  or  closest 
nominal  energy  as  the  commissioning  beam.  Let  /  =  0, 

and  = 

(5)  Calculate  A/?^'o’=^5'o-/?5o®^  .  If  A/?5o^e,  where  e  is 
the  pre-set  convergence  tolerance,  stop  iteration  and  use 
^max  the  maximum  energy  in  the  source  model  for  the 
commissioning  beam;  otherwise,  go  to  the  next  step. 

(6)  According  to  the  relationship  between  and 

calculate  using  A/?^o^  and  then  calculate  ^^ax^^ 

(7)  Calculate  the  dose  distribution  using  the  source  model 

with  and  find  the  corresponding  . 

(8)  Let  /  + 1;  go  back  to  step  5. 

The  first  two  steps  only  need  to  be  do  once  for  all  accelera¬ 
tors  of  the  same  design.  The  convergence  tolerance,  6,  is  set 
by  the  user,  usually  according  to  the  estimated  measurement 
error  in  R^q  .  For  example,  6=1  mm  is  good  enough  in  most 


clinical  situations.  The  iteration  process  converges  very  fast; 
usually  only  two  or  three  iterations  are  needed  even  for  e 
much  smaller  than  1  mm. 

The  commissioning  approach  has  been  applied  to  three 
electron  beams,  A,  B,  and  C.  The  reference  beam  is  the  same 
for  all  three  beams,  which  is  from  the  reference  Clinac 
2100C  accelerator  with  £in=  12.0  MeV.  Beam  A  and  beam 
B  are  also  from  the  reference  machine  but  with  as  9.0 
MeV  and  15.0  MeV,  respectively.  These  two  beams  are  used 
to  mimic  two  clinical  beams  of  the  same  nominal  energy  as 
the  reference  beam  but  with  significantly  different  incident 
energies.  Of  course,  in  reality,  the  electron  incident  energy 
will  not  be  tuned  so  much  (±3  MeV).  These  two  beams  are 
used  as  extreme  cases  to  test  the  commissioning  approach. 
Beam  C  is  a  9  MeV  electron  beam  from  another  Clinac 
2100C  accelerator.  The  dose  distributions  for  beam  C  are 
taken  from  the  published  data.^^ 

III.  RESULTS  AND  DISCUSSION 

Figure  2  shows  the  effects  of  intervening  air  and  sampling 
radius  on  the  electron  and  photon  virtual  SSD  determined 
with  the  pinhole  method  for  6  MeV  and  20  MeV  beams.  It 
can  be  seen  that  for  photons  and  high  energy  electrons  (20 
MeV)  effects  of  intervening  air  and  sampling  radius  on  the 
positions  of  virtual  point  sources  are  negligible.  However, 
for  low  energy  electrons  (6  MeV),  these  effects  are  signifi¬ 
cant.  Therefore,  to  obtain  the  accurate  virtual  electron  point 
source  position  for  low  energy  beams,  the  phase  space  simu¬ 
lated  without  intervening  air  should  be  used. 

Figure  3  shows  the  comparison  between  the  angular  dis¬ 
tributions  for  direct  electrons  in  6,  12  and  20  MeV  beams 
calculated  with  the  Fermi -Eyges  theory  and  the  Monte  Carlo 
method.  We  can  see  that,  in  general,  the  fitted  angular  distri¬ 
butions  based  on  the  Fermi -Eyges  theory  match  well  with 
those  calculated  with  the  Monte  Carlo  simulation.  We  also 
notice  that  at  large  angles  the  Fermi -Eyges  theory  slightly 


0  2  4  6  8  10 


Angle  (degree) 

Rg.  3.  Angular  distributions  for  direct  electrons  calculated  using  the 
Fermi-Eyges  theory  and  the  Monte  Carlo  method.  Beam  energies  are  6 
MeV,  12  MeV  and  20  MeV,  The  fitted  k  factor  is  1.540  for  6  MeV,  1.501 
for  12  MeV  and  1.571  for  20  MeV.  Each  distribution  is  normalized  to  have 
unit  area  under  the  curve. 
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Fig.  4.  Dose  distributions  in  water  for  12  MeV  electron  beam  with  10 
X  10  cm^  applicator  at  100  cm  SSD,  calculated  with  full  phase  space  data 
and  source  model:  (a)  Depth-dose  distributions;  (b)  dose  profiles  at  depths  of 
2  cm  and  5  cm.  Curves  are  normalized  to  the  dose  at  • 


underestimates  electron  fluence  due  to  the  fact  that  it  is  a 
small-angle  theory.  We  found  that  the  small  discrepancy 
does  not  have  any  significant  effect  on  the  final  dose  distri¬ 
butions.  Therefore,  the  Fermi-Eyges  theory  with  the  fitted  k 
factor  can  be  used  to  account  for  the  angular  perturbations  of 
electrons  on  their  way  from  the  source  to  the  scoring  plane. 

The  four-source  model  was  tested  by  comparing  the  dose 
distributions  calculated  by  the  model  with  those  calculated 
by  full  phase  space  data  for  various  combinations  of  three 
electron  energies  (6,  12,  and  20  MeV),  three  applicator  sizes 
(6X6,  10X10,  and  20X20cm^),  and  two  SSDs  (100  cm  and 
120  cm).  For  all  the  cases  tested,  the  agreement  of  l%-2%/ 
1-2  mm  has  been  achieved.  Figure  4  shows  the  comparison 
for  a  12  MeV  beam  with  a  lOX  10  cm^  cone  at  100  cm  SSD. 
Figure  5  gives  the  depth-dose  curves  and  dose  profiles  for 
20  MeV  beam  with  6X6  cm^  cone  at  120  cm  SSD,  calcu¬ 
lated  with  both  the  source  model  and  full  phase  space  data. 
All  the  curves  in  Figs.  4  and  5  are  normalized  to  the  doses  at 
The  Monte  Carlo  uncertainty  is  always  less  than  0.5% 
and  therefore  not  shown  on  the  curves.  In  both  figures  the 
agreement  between  the  full  Monte  Carlo  simulations  and  the 
source  model  calculations  is  better  than  1%/1  mm.  Keep  in 


Fig.  5.  Dose  distributions  in  water  for  20  MeV  electron  beam  with  6 
X6  cm^  applicator  at  120  cm  SSD,  calculated  with  full  phase  space  data  and 
source  model;  (a)  Depth-dose  distributions;  (b)  dose  profiles  at  depths  of  2 
cm  and  7  cm.  Curves  are  normalized  to  the  dose  at  ^/maxc  • 


mind  that  20  cm  air  gap  is  rarely  used  in  actual  clinical 
situations.  Therefore,  we  have  demonstrated  that  the  simpli¬ 
fied  four-source  model  can  be  used  for  accurate  dose  calcu¬ 
lations  even  for  extreme  cases  (such  as  very  large  extended 
SSDs). 

The  capability  of  the  model  for  calculating  the  relative 
beam  output  was  also  tested.  Table  I  shows  cutout  factors  for 
various  square  inserts  in  a  lOXlOcm^  applicator  for  6,  12 
and  20  MeV  electron  beams.  It  is  found  that  the  cutout  fac¬ 
tors  calculated  with  the  four-source  model  are  within  about 
±2%  compared  to  the  measured  values  except  for  one  case 
where  we  see  2.5%  difference.  This  is  at  about  the  same 
accuracy  level  as  the  full  Monte  Carlo  simulation  and  con¬ 
sidered  to  be  acceptable  for  clinical  use. 

The  relationship  between  and  R^q  for  the  reference 
accelerator  with  a  lOXlOcm^  cone  and  100  cm  SSD  is 
shown  in  Fig.  6.  A  linear  relationship  was  found  and  fitted  as 

£:in-2.597i?  50+ 0.633.  (21) 

It  gives  the  relationship  between  the  variation  in  the  incident 
energy  and  the  variation  in  as 

A£i„=2.597Ai?5o.  (22) 
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Table  I.  The  electron  cutout  factors  for  various  square  inserts  in  lOX  10  cm^  applicator  for  6,  12,  and  20  MeV 
beams  calculated  with  the  source  model  and  the  full  phase  space  data  and  compared  with  the  measurement  of 
Kapur  et  al  (Ref.  45).  The  values  in  parenthesis  indicate  the  difference  of  the  data  calculated  with  the  source 
model  or  the  full  phase  space  from  the  measured  data. 


Energy 

(MeV) 

Insert 

(cm^) 

Cutout  factor 

Source  model 

Full  phase  space 

Measurement 

6 

2X2 

0.803  (2,5%) 

0.765  (-1.3%) 

0.778 

3X3 

0.930  (0.3%) 

0.923  (-0.4%) 

0.927 

4X4 

0.970  (-1.8%) 

0.982  (-0.6%) 

0.988 

8X8 

1.002  (-0.1%) 

1.005  (-0.2%) 

1.003 

12 

2X2 

0.881  (-0.8%) 

0.861  (-2.8%) 

0.889 

3X3 

0.908  (-2.0%) 

0.930  (0.2%) 

0.928 

4X4 

0.942  (-2.1%) 

0.956  (-0.7%) 

0.963 

8X8 

0.999  (0.8%) 

1.002  (1.1%) 

0.991 

20 

2X2 

0.963  (-1.1%) 

0.957  (-1.9%) 

0.976 

3X3 

0.989  (-0.4%) 

0.968  (-2.5%) 

0.993 

4X4 

0.993  (-1.8%) 

0.993  (-1.8%) 

1.011 

8X8 

0.999  (-0.5%) 

0.993  (-1.1%) 

1.004 

Equation  (22)  is  used  for  tuning  the  maximum  energy  in  the 
source  model  to  match  the  measured  depth  dose  curves  when 
commissioning  a  clinical  beam. 

Figure  7  shows  the  dose  distributions  for  the  reference 
beam,  beam  A,  and  beam  B  with  the  applicator  size  of  10 
X 10  cm^  and  SSD  of  100  cm.  All  the  curves  are  normalized 
to  the  dose  at  •  The  statistical  uncertainty  (Icr)  in  all  the 
Monte  Carlo  dose  calculations  was  kept  to  be  smaller  than 
0.5%,  therefore,  the  error  bars  are  smaller  than  the  symbol 
size  and  not  shown  on  the  curves.  The  maximum  energy  in 
the  source  model  was  adjusted  to  8.87  MeV  to  match  the 
dose  distributions  of  the  beam  A  (Ejn=9.0MeV)  and  to 
15.17  MeV  to  match  the  dose  distributions  of  the  beam  B 
(Ejn=  15.0 MeV).  The  difference  between  the  depth-dose 
curves  calculated  by  the  adjusted  models  and  the  full  Monte 
Carlo  simulation  is  always  less  than  0.5%  for  both  beam  A 
and  beam  B.  For  dose  profiles,  the  difference  is  usually  less 
than  1%  except  that  in  the  shoulder  region  for  beam  B  the 
difference  is  about  2%. 

Figure  8  shows  the  dose  distributions  for  the  reference 
beam  and  beam  C  with  the  applicator  size  of  lOX  10  cm^  and 
SSD  of  100  cm.  Again,  the  curves  are  normalized  to  the  dose 
at  Jjnax  the  Monte  Carlo  uncertainty  is  lower  than  0.5%. 
In  this  case,  the  maximum  energy  in  the  source  model  was 
adjusted  to  11.25  MeV.  The  dose  distributions  calculated  by 
the  source  model  with  the  adjusted  maximum  energy  agree 
very  well  (1%/1  mm)  with  the  published  data.^^ 

Table  n  gives  and  R^q  for  the  reference  and  Monte 
Carlo  simulated  beams,  and  Emax  ^50  for  the  adjusted 
source  models.  For  the  reference  beam,  was  directly 
obtained  from  the  full  Monte  Carlo  simulation.  For  beam  C, 
Ejn  is  unknown.  In  this  study,  we  set  e=0.01  cm.  Therefore, 
the  /?5o’s  calculated  using  the  adjusted  source  model  match 
with  the  full  Monte  Carlo  simulation  to  within  0.01  cm.  Of 
course,  we  will  not  use  such  a  small  €  in  real  clinical  appli¬ 
cations  since  it  is  much  smaller  than  the  measurement  uncer¬ 
tainty  in  R^q.  Here,  we  just  want  to  demonstrate  the  capa¬ 


bility  of  the  method  to  reproduce  R^q  accurately. 

We  have  applied  the  commissioning  approach  to  electron 
beams  from  a  Clinac  2300C/D  accelerator  in  our  institution. 
The  reference  machine  is  still  the  same  Clinac  2100C  accel¬ 
erator.  These  two  machines  are  sufficiently  similar  to  each 
other  in  treatment  head  geometry.  Their  dosimetric  charac¬ 
teristics  are  very  close  to  each  other  due  to  the  beam  tuning 
during  linac  acceptance.  Therefore,  it  is  not  surprising  to  see 
that  the  dose  distributions  calculated  with  the  adjusted  source 
model  agree  well  (within  l%-2%  or  1-2  mm)  with  the  mea¬ 
sured  data. 

These  preliminary  results  have  shown  that  the  proposed 
hybrid  commissioning  approach  can  be  used  for  accelerators 
of  the  same  design  to  account  for  the  dosimetric  variations 
mainly  caused  by  the  on-site  tuning  of  the  electron  incident 
energy.  The  capability  of  the  approach  to  handle  large  varia¬ 
tion  in  the  electron  incident  energy  has  been  demonstrated.  It 
is  believed  that  for  most  clinical  accelerators  of  the  same 
type,  their  treatment  head  designs  are  exactly  the  same  or  at 
least  very  similar,  therefore  the  dosimetric  difference  can 
usually  be  traced  back  to  the  difference  in  the  electron  inci¬ 
dent  energy.  Therefore,  the  current  approach  should  be  ap¬ 
plicable  in  most  clinical  situations.  In  the  future  work,  the 
method  will  be  evaluated  under  more  critical  conditions, 
such  as  small  field  sizes,  extended  SSD,  and  heterogeneous 
phantoms. 

The  general  idea  proposed  here  should  also  work  for  other 
types  of  accelerators,  although  we  have  selected  the  Varian 
Clinac  2100C  accelerators  in  the  current  study.  For  each  type 
of  accelerator,  a  reference  machine  should  be  carefully  simu¬ 
lated  using  the  Monte  Carlo  method.  A  source  model,  which 
may  consist  of  a  different  number  of  sub-sources,  can  be 
established  based  on  the  simulated  data.  Then,  the  maximum 
energy  in  the  model  can  be  adjusted  to  commission  electron 
beams  from  other  accelerators  of  the  same  type. 

In  some  situations,  the  proposed  commissioning  approach 
may  not  be  directly  applicable.  For  example,  the  measured 


Medical  Physics,  Vol.  27,  No.  1,  January  2000 


189‘ 


Jiang,  Kapur,  and  Ma:  Electron  beam  modeling  and  commissioning 


189 


23456789  0  2  4  6  8  10 


Electron  mean  range  (cm)  Depth  (cm) 


Fig.  6.  The  relationship  between  electron  incident  energy  at  accelerator  exit 
window  (Ejn)  and  the  depth  of  50%  dose  (R^q)  for  electron  beams  from  the 
reference  accelerator  with  10X10  cm^  applicator  and  100  cm  SSD.  Symbols 
are  calculated  with  Monte  Carlo  simulation  of  the  accelerator  treatment 
head.  Solid  line  is  the  fitted  result  with  formula  £in=2.597i? 50+ 0.633. 

dose  distributions  used  for  commissioning  more  or  less  con¬ 
tain  measurement  errors,  depending  on  the  measurement 
techniques  and  the  experience  of  the  person  who  performs 
the  measurements.  Since  only  the  maximum  energy  is  the 
adjustable  parameter  in  the  current  source  model,  our  ap¬ 
proach  may  not  be  able  to  exactly  match  the  measured  data. 
Occasionally,  an  accelerator  used  in  the  clinic  may  differ 
from  its  original  design  in  addition  to  the  electron  incident 
energy.  Some  parts  in  the  accelerator  treatment  head  may  be 
replaced  with  nonstandard  ones.  In  this  case,  we  can  always 
perform  a  full  Monte  Carlo  simulation  for  this  unique  accel¬ 
erator  and  build  its  own  source  model.  Alternatively,  we  can 
make  the  present  approach  more  versatile  to  handle  those 
situations.  More  parameters  in  the  source  model  other  than 
the  maximum  energy,  such  as  the  relative  intensity  of  each 
sub-source,  the  k  factor  for  in-air  perturbation  for  the  direct 
electrons,  and  the  field  size,  can  be  adjusted  to  match  the 
measured  dose  distributions.  For  example,  the  adjustment  of 
the  relative  intensity  of  the  photon  source  will  ensure  a  good 
match  to  the  bremsstrahlung  tail  in  the  depth-dose  curve.  If 
some  of  the  materials  in  the  paths  of  direct  electrons,  such  as 
the  scattering  foil,  monitor  chamber  or  mirror,  are  different 
from  those  used  in  the  reference  accelerator,  the  adjustment 
of  the  k  factor  can  yield  a  better  estimation  of  the  electron 
angular  perturbation.  The  adjustment  of  the  field  size  in  the 
source  model  should  recover  the  measurement  error  in  the 
width  of  the  dose  profiles  (e.g.,  errors  of  the  order  of  about  1 
mm  are  not  rare  in  a  clinical  situation).  In  summary,  the 
introduction  of  more  adjustable  parameters  in  the  source 
model  will  make  the  current  commissioning  approach  more 
powerful.  This  possibility  will  be  investigated  in  our  future 
study. 

IV.  CONCLUSIONS 

A  hybrid  commissioning  approach  based  on  a  multiple 
source  model  has  been  proposed  for  Monte  Carlo  treatment 
planning.  It  has  been  demonstrated  that  a  simplified  four- 
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Rg.  7.  Dose  distributions  in  water  for  electron  beams  from  the  reference 
accelerator  with  lOX  10  cm^  applicator  and  at  100  cm  SSD.  The  reference 
beam  has  the  electron  incident  energy  of  12.0  MeV.  A  source  model  was 
built  based  on  the  Monte  Carlo  simulation  of  the  reference  beam.  The  maxi¬ 
mum  energy  of  the  energy  spectra  in  the  model  was  adjusted  to  8.87  MeV  to 
match  the  beam  A  (with  £in=9.0  MeV)  and  15.17  MeV  to  match  the  beam 
B  (with  £in=  15.0 MeV).  Lines  are  dose  distributions  from  the  full  Monte 
Carlo  simulations.  Symbols  are  data  calculated  by  the  source  model  with 
adjusted  maximum  energies.  All  data  are  normalized  to  the  doses  at  . 
(a)  Depth- dose  distributions;  (b)  dose  profiles  at  depths  of  2  cm  and  3  cm  for 
beam  A;  (c)  dose  profiles  at  depths  of  3  cm  and  5  cm  for  beam  B. 

source  model  can  be  used  to  generate  accurate  Monte  Carlo 
dose  distributions  for  electron  beams  from  Varian  Clinac 
2100C  accelerators.  The  model  includes  a  point  electron 
source  for  direct  electrons  and  electrons  scattered  from  pri- 
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Fig.  8.  Dose  distributions  in  water  for  electron  beams  with  lOXlOcm^ 
applicator  and  at  100  cm  SSD.  The  reference  beam  (solid  line)  is  from  a 
Clinac  2100C  accelerator  with  £jn=12.0MeV.  The  dose  distributions  for 
beam  C  (dashed  lines)  is  taken  from  the  published  data  for  a  9  MeV  beam 
from  another  Clinac  2100C  accelerator  with  type  III  applicator  (Ref.  38).  A 
source  model  built  based  on  the  Monte  Carlo  simulation  of  the  reference 
beam  is  used  to  match  beam  C  by  adjusting  the  maximum  energy  to  11.25 
MeV  (open  circles).  All  data  are  normalized  to  the  dose  at  .  (a)  Depth- 
dose  distributions;  (b)  dose  profiles  at  depth  of  0.1  cm. 

mary  collimator  and  jaws,  a  point  photon  source  for  all  con¬ 
taminant  bremsstrahlung  photons,  and  two  square  ring  elec¬ 
tron  sources  representing  electrons  scattered  from  two  scrap¬ 
ers  (other  than  the  last  scraper)  of  the  Varian  electron 
applicator  (type  in).  It  was  found  that  the  position  of  the 
virtual  point  source  can  be  determined  accurately  using  the 
pinhole  method  for  photons  in  all  cases  and  electrons  in  high 
energy  beams.  For  low  energy  beams,  we  should  use  the 
Monte  Carlo  phase  space  data  which  are  obtained  by  simu¬ 
lating  the  treatment  head  with  the  intervening  air  replaced  by 
vacuum.  We  also  found  that  the  in-air  perturbation  on  the 
electron  incident  direction  can  be  properly  accounted  for  us¬ 
ing  the  Fermi-Eyges  model.  The  source  model  which  was 
built  based  on  the  simulated  phase  space  data  for  the  refer¬ 
ence  accelerator  can  be  used  for  other  accelerators  of  the 
same  type,  by  simply  adjusting  the  energy  spectra  in  the 
model.  The  capability  of  this  commissioning  approach  for 
handling  large  variation  in  the  electron  incident  energy  has 
been  demonstrated. 


Table  II.  Some  parameters  for  the  full  Monte  Carlo  simulations  and  the 
adjusted  source  models.  is  the  electron  incident  energy  at  the  exit  win¬ 
dow  in  the  simulation.  is  the  maximum  energy  in  the  source  model. 
is  the  depth  of  50%  dose  of  the  depth  dose  curve  in  water  for  lOX  10  cm^ 
applicator  and  100  cm  SSD.  A  source  model  was  built  based  on  the  full 
Monte  Carlo  simulation  of  the  reference  beam.  For  beams  to  be  commis¬ 
sioned  (A,  B,  and  C),  £niax  the  model  was  adjusted  to  match  the  corre¬ 
sponding  /?5o  from  the  Monte  Carlo  simulation. 


Beam 

tested 

MC  simulation 

Source  model 

£i„  (MeV) 

R50  (cm) 

(MeV) 

/?50  (cm) 

Reference 

12.0 

4.397 

12.00 

4.397 

Beam  A 

9.0 

3.197 

8.87 

3.192 

Beam  B 

15.0 

5.622 

15.17 

5.624 

Beam  C 

unknown 

4.116 

11.25 

4.119 
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Modulated  electron  radiation  therapy  (MERT)  has  been  proposed  as  a  means  of  delivering  confor¬ 
mal  dose  to  shallow  tumors  while  sparing  distal  structures  and  surrounding  tissues.  Conventional 
systems  for  electron  beam  collimation  are  labor  and  time  intensive  in  their  construction  and  are 
therefore  inadequate  for  use  in  the  sequential  delivery  of  multiple  complex  fields  required  by 
MERT.  This  study  investigates  two  proposed  methods  of  electron  beam  collimation:  the  use  of 
existing  photon  multileaf  collimators  (MLC)  in  a  helium  atmosphere  to  reduce  in-air  electron 
scatter,  and  a  MLC  specifically  designed  for  electron  beam  collimation.  Monte  Carlo  simulations  of 
a  Varian  Clinac  2100C  were  performed  using  the  EGS4/BEAM  system  and  dose  calculations 
performed  with  the  MCDOSE  code.  Dose  penumbras  from  fields  collimated  by  photon  MLCs  both 
with  air  and  with  helium  at  6,  12,  and  20  MeV  at  a  range  of  SSDs  from  70  to  90  cm  were  examined. 
Significant  improvements  were  observed  for  the  helium  based  system.  Simulations  were  also  per¬ 
formed  on  an  electron  specific  MLC  located  at  the  level  of  the  last  scraper  of  a  25X25  cm^ 
applicator.  A  number  of  leaf  materials,  thicknesses,  end  shapes,  and  widths  were  simulated  to 
determine  optimal  construction  parameters.  The  results  demonstrated  that  tungsten  leaves  15  mm 
thick  and  5  mm  wide  with  unfocused  ends  would  provide  sufficient  collimation  for  MERT  fields.  A 
prototype  electron  MLC  was  constructed  and  comparisons  between  film  measurements  and  simu¬ 
lation  demonstrate  the  validity  of  the  Monte  Carlo  model.  Further  simulations  of  dose  penumbras 
demonstrate  that  such  an  electron  MLC  would  provide  improvements  over  the  helium  filled  photon 
MLC  at  all  energies,  and  improvements  in  the  90-10  penumbra  of  12%  to  45%  at  20  MeV  and  6 
MeV,  respectively.  These  improvements  were  also  seen  in  isodose  curves  when  a  complex  field 
shape  was  simulated.  It  is  thus  concluded  that  an  MLC  specific  for  electron  beam  collimation  is 
required  for  MERT.  ©  2000  American  Association  of  Physicists  in  Medicine. 
[80094-2405(00)01612-6] 

Key  words:  modulated  electron  radiation  therapy  (MERT),  IMRT,  EGS4  Monte  Carlo,  multileaf 
collimator  (MLC) 


I.  INTRODUCTION 

In  recent  years,  intensity  modulated  radiation  therapy 
(IMRT)  with  photon  beams  has  been  used  to  deliver  highly 
conformal  doses  to  target  areas  while  sparing  neighboring 
tissues.  However,  because  of  the  need  for  electron  buildup, 
photon  fields  provide  low  surface  doses  and  are  thus  not  well 
suited  to  the  treatment  of  shallow  tumors.  Additionally,  due 
to  the  highly  penetrating  nature  of  the  photon  beams,  some 
scenarios  present  an  unavoidable  accompanying  risk  to  distal 
structures  during  photon  treatments.  Therefore  shallow  tu¬ 
mors  are  often  treated  with  megavoltage  electron  beams.  The 
rapid  depth-dose  fall-off  associated  with  electron  beams  al¬ 
lows  delivery  of  therapeutic  doses  to  the  target  areas  while 
sparing  distal  tissues.  This  makes  electron  beam  therapy 
ideal  for  treatment  of  the  head  and  neck  and  the  chest  wall. 
However,  presently  electron  beam  techniques  offer  only  lim¬ 
ited  conformity  in  the  depth  direction. 

One  proposed  treatment  modality  that  overcomes  this 
limitation  is  modulated  electron  radiation  therapy 
(MERT).^"^  In  a  MERT  treatment,  lateral  dose  conformity 
and  uniformity  may  be  achieved  by  intensity  modulation. 


while  conformity  in  the  depth  direction  may  be  improved 
through  use  of  different  energies.  This  technique  may  be 
extremely  valuable  for  treatment  of  curved  surfaces,  such  as 
irradiation  of  the  intact  breast,  shallow  head  and  neck  tu¬ 
mours,  and  irradiation  of  targets  located  on  the  extremities. 

However,  before  MERT  can  be  used  in  a  clinical  setting, 
a  new  system  of  electron  beam  collimation  must  be  devel¬ 
oped.  The  present  system  of  lead  alloy  (Cerrobend)  cutouts 
and  boluses  are  not  practical  for  the  rapid  delivery  of  the 
intensity  distributions  required  in  MERT.  As  with  photon 
IMRT,  a  multileaf  collimator  (MLC)  may  provide  a  solution 
to  the  field  shaping  and  intensity  modulation  problem.  It  has 
been  proposed  that  scanned  beam  systems,  alone  or  in  con¬ 
junction  with  existing  photon  MLCs  can  provide  adequate 
collimation.^  In  his  work,  Brahme  further  suggests  that 
“fourth-generator”  clinical  accelerators  may  be  filled  with 
helium,  thereby  significantly  reducing  in-air  electron  scatter 
and  making  the  photon  MLC  a  practical  system  for  electron 
beams.  Indeed,  a  number  of  studies  have  been  conducted 
utilizing  scanned  beam  systems  (MM50,  Scanditronix  Medi¬ 
cal  AB,  Uppsala,  Sweden)  in  a  clinical  setting  to  improve 
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dose  distributions.^’^  Jansson  et  al  have  demonstrated  that  a 
scattering  foil  accelerator  (MM22,  Scanditronix  Medical  AB, 
Uppsala,  Sweden)  and  its  intrinsic  MLC  can  be  used  to  gen¬ 
erate  matched  photon  and  electron  fields  to  improve  dose 
distributions  in  breast  cancer  therapy.^ 

Despite  these  successes,  the  use  of  the  photon  MLC  with 
electrons  has  key  limitations.  Experimental  work  by  Klein 
et  al  has  shown  that  in  a  standard  Varian  Clinac  2100C 
(Varian  Oncology  Systems,  Palo  Alto,  CA),  a  source-to- 
surface  distance  (SSD)  of  70  cm  is  necessary  to  provide  a 
clinically  acceptable  field  when  using  the  photon  MLC}^ 
Indeed,  beams  collimated  by  a  photon  MLC  were  shown  to 
be  inferior  to  applicator  fields  in  penumbra  and  uniformity 
and  furthermore  could  not  be  adequately  matched  to  photon 
fields.  Monte  Carlo  simulations  by  Karlsson  et  al  have 
shown  that  for  a  9  MeV  beam  from  a  Varian  Clinac 
2100C/D,  a  reduction  of  the  80-20  fluence  penumbra  from 
18  mm  to  11  mm  could  be  achieved  by  replacing  the  treat¬ 
ment  head  air  with  helium  (including  the  use  of  a  helium 
filled  balloon  between  the  accelerator  and  patient)  and/or 
moving  the  MLC  at  least  1 1  cm  towards  the  patient.^  Thus, 
this  work  focuses  on  developing  an  electron  specific  MLC 
(eMLC)  located  at  the  same  level  as  a  Cerrobend  cutout, 
typically  40  cm  or  more  closer  to  the  patient  than  the  photon 
MLC.  Such  a  system  could  have  the  additional  benefit  of 
being  backwards-compatible  with  existing  accelerators  and 
also  being  more  generally  accessible  than  scanned  beam  sys¬ 
tems. 

In  order  to  have  an  eMLC  system  that  may  be  used  for 
MERT,  several  issues  must  be  considered.  While  any  beam- 
let  distribution  may  be  used  during  inverse  planning,  dose 
conformity  will  improve  if  the  field  edges  are  sharpened.  To 
this  end,  it  is  desirable  to  have  a  system  that  provides  the 
smallest  penumbra  possible  and  be  able  to  provide  maximum 
ability  to  resolve  narrow  fields.  Furthermore,  as  with  photon 
IMRT,  a  larger  number  of  monitor  units  must  be  delivered 
relative  to  conventional  treatments,  and  so  both  photon  and 
electron  leakage  must  be  reduced.  It  has  been  shown  by  Ma 
et  al  that  if  such  a  system  is  developed,  intensity-modulated 
electron  fields  may  be  delivered.^ 

This  study  utilizes  a  combination  of  Monte  Carlo  simula¬ 
tions  and  film  measurements  to  compare  a  helium/photon 
MLC  based  system,  an  air/photon  MLC  based  system,  and 
an  electron  specific  MLC  located  near  the  phantom  surface. 
It  has  been  demonstrated  that  traditional  analytical  dose  cal¬ 
culation  algorithms,  such  as  the  3D  pencil  beam^^  are  limited 
in  their  use  with  small  irregular  electron  fields,^^"^"^  and 
therefore  Monte  Carlo  simulations  were  chosen  for  treatment 
head  modeling  and  dose  calculations.  The  EGS4/BEAM^^’^^ 
and  MCDOSE^^  systems  were  employed  to  simulate  differ¬ 
ent  MLC  systems  and  calculate  dose  in  homogeneous  water 
phantoms.  These  simulations  allowed  comparisons  of  the 
proposed  collimation  systems.  Recommendations  with  re¬ 
gard  to  eMLC  design  and  construction  are  also  presented  on 
the  basis  of  the  Monte  Carlo  simulations. 

Medical  Physics,  Vol.  27,  No.  12,  December  2000 


i 


LU  'CD 


./  *V, 


Exit  window  and  primary  foil 
Secondary  foil 
Monitor  chamber 

Shielding  /  collimator 
Light  field  mirror 
Shielding  /  collimator 

Photon  jaws  -  x  and  y 

Photon  MLC 
Protection  window 
Electron  applicator 

Electron  MLC 


Fig.  1.  Schematic  of  a  Varian  Clinac  2100C  treatment  head  used  in  the 
BEAM  simulation.  Also  shown  are  the  two  collimation  systems  proposed 
for  electron  beams. 


II.  MATERIALS  AND  METHODS 

A.  Monte  Carlo  simulation  of  the  photon  MLC 

Electron  beam  simulations  of  a  Varian  Clinac  2100C 
(Varian  Oncology  Systems,  Palo  Alto,  CA)  were  performed 
using  the  EGS4/BEAM  code.^^’^^  Vendor  supplied  geom¬ 
etries  were  used  in  the  component-wise  simulation,  and  a 
schematic  of  the  simulation  model  is  displayed  in  Fig.  1 .  The 
simulation  code  and  geometry  employed  have  been  previ¬ 
ously  shown  to  provide  agreement  with  measured  data  of 
better  than  2%  in  transverse  profiles  and  depth  dose  curves 
for  the  three  nominal  energies  simulated:  6,  12,  and  20 
MeV.^^  Phase  space  files  were  obtained  below  the  photon 
jaws.  The  photon  jaws  were  set  according  to  the  manufac¬ 
turer  specifications  for  a  25X25  cm^  applicator.  These  phase 
space  files  were  then  used  as  the  sources  for  simulating  vari¬ 
ous  MLCs. 

In  the  first  set  of  simulations,  the  particles  in  the  first 
phase  space  were  transported  through  a  photon  MLC  open  to 
10X10  cm^  projected,  the  protective  window  and  an  appro¬ 
priate  thickness  of  air  to  the  desired  SSD.  The  photon  MLC 
in  this  study  was  an  idealized  MLC  with  tungsten  leaves  of 
the  same  geometry  as  the  Varian  52  leaf  MLC  (~7  cm  thick, 
~55  cm  downstream  of  the  target),  with  ends  and  sides  al¬ 
ways  focused  to  the  source  regardless  of  leaf  position  (i.e., 
double  focused).  The  MLC  was  set  to  project  to  an  exact 
10X10  cm^  field  at  the  SSD  of  interest  (measured  here  from 
the  photon  target  to  the  phantom  surface).  No  attempt  was 
made  to  simulate  the  number  and  width  of  the  leaves  of  any 
existing  accelerator.  In  all  cases,  interleaf  leakage  (i.e., 
tongue  and  groove  effect)  was  ignored.  Simulations  were 
performed  beginning  with  the  aforementioned  phase  space 
source,  through  the  photon  MLC,  the  protective  window,  and 
through  an  appropriate  thickness  of  air  to  the  SSD  of  interest. 

For  each  energy,  two  phase  space  files  were  generated, 
one  in  which  the  ambient  atmosphere  of  the  treatment  head 
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Fig.  2.  Prototype  electron  MLC  used  for  Monte  Carlo  simulations  and  film 
measurements.  The  MLC  consists  of  30  pairs  of  manually  set  steel  leaves, 
and  is  designed  to  mount  in  the  cutout  position  of  a  25X25  cm^  Varian 
applicator. 

was  air  (density= 1.205 X  10”^  gcm~^),  and  one  in  which  it 
was  replaced  with  helium  (density  =  1.663 X  lO”"^  g  cm”^).  In 
the  case  of  helium  filled  accelerators,  the  atmosphere  of  the 
air  gap  was  also  replaced  with  He,  to  simulated  the  use  of 
helium  bags.  The  walls  of  the  bag  were  not  simulated,  as  it 
was  believed  that  '^O.Ol  cm  Mylar  would  have  a  trivial  im¬ 
pact  on  dose  distributions.  In  all  cases,  phase  space  files  were 
obtained  at  the  SSD  of  interest  (70,  75,  80,  85,  90  cm  nomi¬ 
nal  SSD)  and  used  for  dose  calculations. 

This  and  all  subsequent  Monte  Carlo  simulations  were 
performed  on  various  elements  of  a  suite  of  22  Pentium  Pro 
(200  MHz)  CPUs  and  10  Pentium  HI  CPUs  (450  MHz),  all 
running  EGS4,  BEAM,  and  MCDOSE  under  the  Linux  op¬ 
erating  system.  In  general,  simulations  were  performed  in 
parallel  and  the  phase  space  files  (or  dose  files)  statistically 
combined  to  give  improved  performance.  All  simulations 
utilized  an  electron  cutoff  (ECUT)  of  0.7  MeV  total  energy 
and  a  photon  cutoff  of  10  keV,  below  which  all  remaining 
energy  was  deposited  on  the  spot.  It  has  been  documented 
that  an  ECUT  of  0.7  MeV,  corresponding  to  a  residual 
continuous-slowing-down  approximation  range  in  water  of 
<0.5  mm,  is  sufficient  for  most  dosimetric  purposes. 
PRESTA  extensions  were  employed  for  step  length 
calculations.^^  The  number  of  initial  electron  histories  ranged 
from  150X  10^  for  6  MeV  to  50X  10^  for  20  MeV. 

Dose  calculations  were  performed  using  the  above  gener¬ 
ated  phase  space  files  using  the  EGS4/MCDOSE  code.^^  Ho¬ 
mogeneous  water  phantoms  were  simulated  with  voxels  3 
mm  along  the  profiled  axis,  and  15  mm  in  the  orthogonal 
in-plane  direction,  and  2  mm  along  the  direction  in  axis. 
Statistical  error  was  less  than  1%  (Icr)  in  all  dose  calcula¬ 
tions. 

B.  Electron  MLC  design  considerations 
1.  Material  and  leaf  thickness 

A  number  of  different  prototypes  for  eMLCs  were  simu¬ 
lated.  First,  under  the  assumption  that  a  minimal  distance 


Table  I.  Simulated  penumbras  of  a  lOX  10  cm^  field  collimated  by  different 
MLC  systems.  The  6  MeV  beam  penumbra  was  calculated  at  0.75  cm  depth, 
the  12  MeV  beam  at  2.0  cm,  and  the  20  MeV  beam  at  3.0  cm  depth.  The 
ideal  MLC  is  built  out  of  1 .5  cm  thick  tungsten  located  at  the  level  of  the 
last  scraper,  while  the  protoype  MLC  is  2.54  cm  thick  steel  located  3.0  cm 
above  the  last  scraper. 


Energy 

Gas 

MLC 

SSD 

Dose  penumbra 

Absolute  Relative  to 

(mm)  ideal  eMLC 

80/20  90/10  80/20  90/10 

6  MeV 

air 

photon 

70 

18.5 

30.7 

2.28 

2.33 

75 

23.9 

38.7 

2.95 

2.93 

80 

29.0 

46.7 

3.58 

3.54 

85 

33.2 

52.3 

4.10 

3.96 

90 

37.6 

60.0 

4.64 

4.55 

He 

photon 

80 

17.3 

27.6 

2.14 

2.09 

85 

19.8 

32.5 

2.44 

2.46 

90 

22.3 

35.1 

2.75 

2.66 

air 

ideal  e- 

100 

8.1 

13.2 

1.00 

1.00 

air 

proto,  e- 

100 

12.0 

19.3 

1.48 

1.46 

12  MeV 

air 

photon 

70 

10.9 

18.8 

1.31 

1.38 

75 

14.0 

23.1 

1.69 

1.70 

80 

16.5 

26.0 

1.99 

1.91 

85 

19.0 

30.3 

2.29 

2.23 

90 

22.0 

35.0 

2.65 

2.57 

He 

photon 

80 

11.3 

18.6 

1.36 

1.37 

85 

12.7 

20.5 

1.53 

1.51 

90 

13.9 

22.8 

1.67 

1.68 

air 

ideal  e- 

100 

8.3 

13.6 

1.00 

1.00 

air 

proto.  e~ 

100 

9.8 

17,1 

1.18 

1.26 

20  MeV 

air 

photon 

70 

10.5 

17.4 

1.21 

1.20 

75 

11.7 

18.9 

1.34 

1.30 

80 

13.1 

22.3 

1.51 

1.54 

85 

14.2 

23.1 

1.63 

1,59 

90 

16.0 

26.3 

1.84 

1.81 

He 

photon 

80 

10.0 

16.5 

1.15 

1.14 

85 

10.7 

17.5 

1.23 

1.21 

90 

11.3 

18.6 

1.30 

1.28 

air 

ideal  e~ 

100 

8.7 

14.5 

1.00 

1.00 

air 

proto,  e- 

100 

10.3 

18.4 

1.18 

1.27 

between  the  MLC  and  the  treatment  surface  was  optimal,^’^^ 
simulations  were  performed  with  the  MLCs  completely  re¬ 
placing  the  last  scraper  of  a  25X25  cm^  applicator  (i.e.,  with 
the  back  surface  at  approximately  95  cm  from  the  photon 
target).  Different  materials  and  thicknesses  were  simulated, 
and  phase  space  files  obtained  immediately  at  the  back  sur¬ 
face  of  the  MLC.  A  total  of  five  construction  materials  were 
considered  in  this  investigation:  zinc  (density =7. 14  gcm“^), 
steel  (8.06  gcm“^),  copper  (8.93  gcm“^),  lead  (11.34 
gcm“^),  and  tungsten  (19.30  gcm"^).  The  copper,  zinc, 
lead,  and  tungsten  MLCs  were  limited  to  1.5  cm  in  thickness, 
and  the  steel  MLC  was  2.0  cm  in  thickness.  Analysis  of 
phase  space  fluence  and  energy  spectra  was  performed  using 
the  BEAMDP  software. Based  on  fluence  leakage  profiles, 
1.5  cm  tungsten  was  selected  as  the  optimal  leaf  thickness 
and  material  and  used  in  the  following  sections. 

2.  Leaf  width 

Simulations  were  performed  to  examine  the  optimal  leaf 
width.  The  overall  width  of  the  MLC  and  the  number  of 
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leaves  and  their  positions  were  adjusted  so  that  a  single  leaf 
of  varying  width  was  inserted  in  the  first  off-axis  position  of 
a  20X20  cm^  field.  Electron  beams  of  6  and  20  MeV  elec¬ 
tron  beam  were  simulated  through  this  collimator  and  the 
resulting  phase  space  files  were  used  for  a  dose  calculation. 
The  geometry  for  the  dose  calculation  utilized  2X40X2  mm^ 
in  the  region  from  x  =  “  3  cm  to  3  cm,  and  5X40X2  mm^  in 
the  remaining  in-field  region.  Additionally,  the  same  single 
leaf  simulation  was  performed  for  a  photon  MLC  based  on 
the  dimensions  of  the  intrinsic  MLC  in  the  Varian  Clinac 
2100C. 

3.  Leaf  end  shape 

Additional  BEAM  simulations  were  performed  to  exam¬ 
ine  the  effect  of  leaf  shape  of  the  eMLC.  Two  simulations 
were  performed  at  each  of  two  energies,  6  and  20  MeV.  In 
one  case,  the  leaf  ends  and  sides  were  focused  to  the  photon 
target,  and  in  the  second  case,  the  ends  and  sides  of  the  1.5 
cm  thick  tungsten  leaves  were  parallel  to  the  beam  axis.  The 
phase  space  at  100  cm  SSD  was  analyzed  using  BEAMDP 
and  used  for  dose  calculations. 

C.  Prototype  electron  MLC 

Based  on  the  results  of  the  theoretical  study,  a  prototype 
of  an  eMLC  was  designed  and  built.  A  view  of  the  prototype 
eMLC  is  shown  in  Fig.  2,  and  the  design  information  is 


X-axIs  (cm) 


Fig.  3.  Transverse  dose  profiles  for  10X10  cm^  fields  collimated  by  a 
photon  MLC  in  air  and  in  helium  at  80  cm  SSD,  and  by  an  electron  MLC. 
(a)  6  MeV  at  0.75  cm,  (b)  12  MeV  at  2.0  cm,  (c)  20  MeV  at  3.0  cm  depth. 
In  all  cases,  the  statistical  error  was  less  than  1.0%. 


summarized  here.  The  MLC  comprised  two  sets  of  30  leaves, 
each  leaf  2.54  cm  (TO  in  thickness  and  0.48  cm  (3/16")  in 
width.  Both  ends  and  sides  were  designed  to  be  parallel  with 
the  beam  axis,  i.e.,  unfocused.  Leaf  positions  could  be  set 
manually  and  allowed  a  maximum  opening  of  14.2X15.9 
cm^  with  complete  leaf  over  run  allowed.  The  MLC  was 
designed  to  fit  into  the  cutout  mounting  frame  in  the  last 
scraper  of  a  25X25  cm^  applicator  from  a  Varian  Clinac 
2100C  linear  accelerator. 

The  geometry  of  this  prototype  was  simulated  using  the 
EGS4/BEAM  simulation  package  and  phase  space  files  were 
obtained  for  a  representative  set  of  leaf  positions  shown  in 
Fig.  11(d).  A  dose  calculation  was  then  performed  using 
MCDOSE  on  a  homogeneous  water  phantom  composed  of 
3X3X2  mm^  voxels. 

The  MLC  was  then  installed  onto  the  treatment  head  and 
film  (Kodak  X-omat  V,  Eastman  Kodak  Company,  Roches¬ 
ter,  NY)  measurements  were  taken  at  the  surface  and  at  2  cm 
depth  in  solid  water.  Measurements  were  taken  at  energies  of 
6,  12,  20  MeV  at  an  SSD  of  100  cm.  The  film  was  scanned 
using  a  Vidar  scanning  system  and  the  RIT315  software 
package  (Radiological  Imaging  Technology,  Colorado 
Springs,  CO)  was  then  used  to  generate  isodose  distributions 
for  comparison  with  the  simulated  dose  results. 
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Additionally,  a  BEAM  simulation  and  dose  calculation 
were  performed  with  the  photon  MLC  in  a  helium  atmo¬ 
sphere  using  these  same  leaf  positions  (projected). 

III.  RESULTS  AND  DISCUSSION 

A.  Electron  beams  collimated  with  the  photon  MLC 

Collimation  of  electron  beams  with  a  photon  MLC  was 
simulated  by  using  the  standard  BEAM  component  module 
for  the  MLC,  and  the  resulting  phase  space  files  used  to 
calculate  dose  in  a  homogeneous  water  phantom.  The  80-20 
and  90-10  penumbras,  defined  by  the  lateral  distance  be¬ 
tween  isodose  curves  along  the  major  axes,  were  computed 
and  are  displayed  in  Table  1.  As  expected,  at  all  energies, 
there  is  a  substantial  difference  in  the  penumbra  width  be¬ 
tween  the  helium  gas  systems  and  the  normal  air-filled  treat¬ 
ment  heads.  For  a  6  MeV  beam  at  80  cm  SSD  and  a  depth  of 
0.75  cm,  the  improvement  in  the  90-10  penumbra  was 
40.9%.  However,  as  a  consequence  of  reduced  in-air  scatter 
of  high  energy  electrons,  the  effect  was  much  less  pro¬ 
nounced  at  higher  energies:  for  a  20  MeV  beam  at  3.0  cm 
depth  and  80  cm  SSD,  the  90-10  penumbra  was  reduced  by 
26.0%.  Similar  results  in  both  beam  penumbra  reduction  and 


Nominal  SSD  (cm) 


Fig.  4.  Plot  of  90-10  penumbra  size  as  a  function  of  SSD  for  10X10  cm^ 
fields  collimated  by  a  photon  MLC  in  air  and  in  helium,  the  ideal  electron 
MLC,  and  the  prototype  electron  MLC.  All  data  are  normalized  to  the 
ideal  electron  MLC  penumbra,  (a)  6  MeV,  (b)  12  MeV,  (c)  20  MeV. 


energy  dependence  are  seen  for  the  80-20  penumbras.  Rep¬ 
resentative  profiles  at  80  cm  SSD  are  shown  in  Fig.  3.  The 
changes  in  90-10  penumbras  can  be  seen  in  Fig.  4. 

B.  Design  considerations  for  an  electron  MLC 

In  order  to  compare  the  photon  MLC  and  the  eMLC,  it 
was  necessary  to  develop  a  model  of  an  ideal  eMLC,  Three 
key  design  parameters  were  investigated: 

(i)  leaf  material  and  thickness; 

(ii)  leaf  width; 

(iii)  leaf  end  shape  (focusing). 

The  effect  of  these  parameters  on  dose  distributions  and  elec¬ 
tron  and  photon  transmission  were  examined  through  Monte 
Carlo  simulations  of  the  treatment  head  and  MLC  and  dose 
distributions  calculated  in  homogeneous  water  phantoms. 

1.  Leaf  material  and  thickness 

Preliminary  studies  were  performed  in  which  20  MeV 
electrons  were  simulated  through  the  treatment  head  and  a 
25X25  cm^  applicator,  and  incident  upon  proposed  eMLC 
designs.  The  primary  concern  was  leakage:  though  the  leaves 
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Fig.  5.  Monte  Carlo  simulated  fluence  for  electrons  and  photons  for  a  20 
MeV  electron  field.  Photon  and  electron  leakage  at  a  point  3  cm  outside  the 
field  are  shown,  expressed  as  a  percentage  of  central  axis  fluence.  Note  that 
for  photons,  the  true  value  is  the  value  shown  XlOO. 


themselves  were  thick  enough  to  stop  direct  passage  of  all 
electrons,  there  was  a  concern  regarding  production  of 
bremsstrahlung  and  secondary  electrons,  especially  with  re¬ 
gard  to  electrons  interacting  in  the  leaf  ends  and  adding  a 
contaminant  dose  in  the  penumbral  region.  To  study  this  ef¬ 
fect,  the  eMLC  was  set  to  define  a  10X10  cm^  field  within 
the  25X25  cm^  applicator  and  the  electron  and  photon  flu¬ 
ence  studied  using  the  BEAM  system. 

The  electron  leakage,  scored  3  cm  outside  of  the  10X10 
cm^  field,  is  shown  in  Fig.  5.  The  1.5  cm  thick  tungsten  MLC 
exhibited  a  background  electron  leakage  of  1.5%  of  the  cen¬ 
tral  axis  fluence,  while  both  the  steel  and  copper  models 
exhibited  greater  than  2.0%  leakage.  Additionally,  by  exam¬ 
ining  the  profiles  at  the  field  edge,  it  was  observed  that  tung¬ 
sten  leaves  resulted  in  a  steeper  drop  at  the  field  edge,  cor¬ 
responding  to  a  reduction  in  the  passage  of  large  angle 
electrons  through  the  leaf  ends.  While  increasing  the  tung¬ 
sten  leaf  thickness  to  2.0  cm  reduces  background  electron 
fluence  to  less  than  1%  of  the  central  axis  fluence,  this  mod¬ 
est  improvement  may  not  sufficiently  offset  the  added  weight 
and  the  associated  cost. 

The  production  of  bremsstrahlung  photons  by  the  interac¬ 
tion  of  high  energy  electrons  in  the  leaves  was  also  consid¬ 
ered.  As  seen  in  Fig.  5,  as  expected  on  the  basis  of  the 
material  bremsstrahlung  production  cross  sections,  tungsten 
again  exhibits  the  best  fluence  profile,  presenting  less  than 
half  the  photon  leakage  of  the  copper  or  steel  MLCs.  The 
conjecture  that  both  photon  and  electron  leakage  is  almost 
entirely  due  to  bremsstrahlung  and  not  direct  leakage  was 
supported  by  the  use  of  the  BEAM  code  “latch  bit”  settings 
to  track  particle  interactions,  as  seen  in  Fig.  6.  As  expected, 
1.5  cm  tungsten  is  sufficient  to  stop  most  incident  photons, 
and  these  direct  photons  account  for  only  15%  of  the  total 
leakage.  Also,  in  Fig.  7  it  can  be  seen  that  the  energy  of  the 


Distance  from  central  axis  (cm) 


Fig.  6.  Monte  Carlo  simulated  (a)  electron  and  (b)  photon  planar  fluence  at 
the  edge  of  a  10X10  cm^  field  collimated  by  a  1.5  cm  thick  tungsten  MLC, 
separated  into  particles  that  interacted  in  the  leaves,  and  those  that  did  not. 
The  fluence  was  scored  at  the  back  surface  of  the  eMLC. 


photons  escaping  the  tungsten  leaves  is  higher  than  that  of 
the  photons  from  the  copper  or  steel  leaves  (5.3  MeV  versus 
4.3  MeV).  The  ordering  of  the  energies  is  as  expected  based 
on  the  ordering  of  the  effective  atomic  numbers  of  the  ma¬ 
terials.  However,  even  though  the  photons  are  more  ener¬ 
getic,  the  overall  photon  energy  fluence  from  the  tungsten 
leaves  remains  significantly  below  that  of  the  other  materials. 
Furthermore,  contaminant  photon  dose  generally  scales  with 
the  cube  of  the  incident  electron  energy.^^  As  this  simulation 
was  performed  with  an  initial  electron  energy  of  20  MeV,  it 
is  expected  that  this  photon  dose  effect  will  rapidly  become 
trivial  as  the  energy  is  reduced.  Based  on  this  information, 
the  1.5  cm  thick  tungsten  leaf  design  was  chosen  as  the 
model  of  what  we  hereafter  refer  to  as  the  “ideal”  eMLC. 

2.  Leaf  width 

Further  Monte  Carlo  studies  were  performed  to  analyze 
the  leaf  width  that  provides  the  highest  degree  of  resolution 
while  optimizing  the  number  of  leaves  so  as  to  reduce  inter¬ 
leaf  leakage,  mechanical  complexity,  and  cost.  A  simulation 
was  performed  with  a  single  leaf  inserted  into  a  20X20  cm^ 
field.  The  dose  profile  at  was  examined  and  the  mini- 
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Fig.  7.  Mean  energy  of  photons  in  the  presence  of  a  copper,  steel,  and 
tungsten  MLC  set  to  a  lOX  10  cm^  field  with  an  incident  electron  energy  of 
20  MeV.  The  energy  was  scored  at  the  back  surface  of  the  eMLC. 

mum  of  the  resulting  dose  “valley”  was  considered.  As  seen 
in  Fig.  8  and  Table  II,  the  dose  reduction  as  a  function  of  leaf 
width  can  be  well  approximated  by  a  decaying  exponential. 
Using  the  “worst-case  scenario,”  an  energy  of  6  MeV,  it 
was  found  that  a  leaf  width  of  8.8  mm  projected  to  100  cm 
SSD,  or  8.6  mm  at  the  level  of  the  MLC,  would  produce  a 
dose  reduction  of  50%.  As  expected,  the  leaf  width  corre¬ 
sponding  to  a  50%  reduction  for  the  high  energy  20  MeV 
beam  was  much  smaller,  and  a  dose  reduction  of  50%  could 
be  achieved  by  a  leaf  width  of  4.9  mm  projected,  or  4.8  mm 
at  the  MLC. 

Additionally,  the  full  width  of  the  region  where  the  dose 
was  less  than  50%  and  the  full  width  of  the  region  where  the 
dose  was  less  than  75%  are  displayed  in  Table  IL  At  20 


Fig.  8.  Dose  reduction  as  a  function  of  leaf  width.  A  Monte  Carlo  simula¬ 
tion  was  performed  in  which  a  single  leaf  was  inserted  a  20X20  cm^  field 
and  dose  profiles  computed.  The  plotted  points  represented  the  dose  mini¬ 
mum  as  a  percentage  of  background  dose  for  various  leaf  widths.  The  two 
solid  points  represent  the  leaves  of  the  intrinsic  MLC  of  a  Varian  Clinac 
2100C  at  6  and  20  MeV  at  80  cm  SSD. 


Table  II.  Achievable  resolution  for  a  (a)  6  MeV  field  at  .  Parameters 
from  simulated  single  leaf  dose  profiles  at  .  A  single  leaf  of  a  given 
width  was  entered  into  a  20X20  cm^  6  MeV  field  generated  by  an  idealized 
electron  MLC.  (b)  Achievable  resolution  for  a  20  MeV  field  at 
*  indicates  that  this  dose  was  not  passed,  i.e.,  the  dose  reduction  from  a 
single  leaf  was  less  than  50%  of  the  background  dose. 


Projected  width  at  SSD 
(cm) 

Dose  at  minimum 
(%  background) 

Width  at  %  background  dose 

75%  dose  50%  dose 

(cm)  (cm) 

0.50 

(a)  6  MeV 
70.0 

0.77 

* 

0.75 

55.7 

1.49 

* 

1.00 

44.8 

1.88 

0.60 

1.25 

34.5 

2.08 

1.16 

1.50 

27.3 

2.48 

1.45 

1.75 

19.9 

2.81 

1.81 

2.00 

15.7 

3.02 

2.04 

Varian  MLC  0.80  cm  at 

71.0 

1.11 

* 

80  cm  SSD  (with  He) 

0.50 

(b)  20  MeV 
48.6 

0.87 

0.08 

0.75 

34.5 

1.22 

0.67 

1.00 

23.1 

1.50 

0.96 

1.25 

16.5 

1.75 

1.19 

1.50 

12.8 

2.05 

1.52 

1.75 

10.5 

2.31 

1.79 

2.00 

8.9 

2.54 

2.04 

Varian  MLC  0.80  cm  at 

40.3 

1.44 

0.67 

80  cm  SSD  (with  He) 

MeV,  it  is  seen  that  at  an  eMLC  leaf  width  of  1  cm,  the  50% 
full  width  is  approximately  equal  to  the  leaf  width.  A  similar 
trend  is  noted  beyond  the  1.25  cm  leaf  width  at  6  MeV. 

Based  on  these  findings,  we  conclude  that  a  leaf  width  of 
less  than  10  mm  at  100  cm  SSD  is  not  useful  for  defining  the 
shape  of  a  low  energy  field,  and  leaves  of  less  than  5  mm  are 
not  useful  for  defining  the  field  shape  at  any  energies.  In 
order  to  provide  maximum  utility  at  both  high  and  low  en¬ 
ergies,  a  5  mm  leaf  width  was  chosen  as  the  ideal  leaf  width 
for  the  eMLC.  Individual  leaves  can  then  be  used  at  high 
energies  to  provide  maximum  resolution,  while  multiple 
leaves  may  be  moved  together  to  define  fields  at  lower  ener¬ 
gies. 

For  comparison,  identical  simulations  were  performed  to 
simulate  the  leaves  of  a  Varian  52-leaf  multileaf  collimator, 
with  a  leaf  width  projected  at  isocenter  of  10  mm,  using  a 
helium  filled  accelerator  (and  air  gap)  at  80  cm  nominal 
SSD.  The  results  are  also  shown  in  Fig.  8  and  Table  IL  It  can 
be  seen  in  Fig.  8  that  at  20  MeV,  the  eMLC  and  photon  MLC 
the  difference  in  dose  reduction  for  a  projected  leaf  width  of 
8  mm  is  only  5%.  However,  at  6  MeV,  a  significant  differ¬ 
ence  can  be  observed  between  the  eMLC  and  Varian  MLC 
systems,  and  it  can  be  seen  that  for  a  given  projected  leaf 
width,  the  eMLC  provides  a  superior  level  of  resolution. 

3.  Leaf  end  shape 

In  contrast  with  observed  results  regarding  photon  MLC 
leaf  shapes,  simulations  performed  in  this  study  demon- 
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Fig.  9.  Effect  of  leaf  end  shape  on  electron  fluence  and  dose  distribution,  (a)  6  MeV  fluence,  (b)  corresponding  6  MeV  dose  at  1  cm  depth,  (c)  20  MeV  fluence, 
(d)  corresponding  20  MeV  dose  at  3  cm  depth.  Latch  bit  settings  were  used  to  separate  the  100  cm  SSD  fluence  into  the  total  fluence  and  fluence  from 
electrons  scattered  from  the  leaves. 


strated  that  focused  leaf  ends  did  not  provide  any  benefit  at 
all  at  either  high  or  low  energies.  Indeed,  unfocused  leaf  ends 
provided  a  “horn”  effect  at  the  edge  of  the  fields  which 
actually  improved  beam  penumbras,  as  seen  in  Fig.  9.  This 
eliminates  the  additional  complexity  required  focusing,  as 
well  as  the  issue  of  choosing  a  focal  point  that  would  be 
useful  for  a  range  of  electron  energies. 

C.  Prototype  electron  MLC:  Measurements  and  Monte 
Carlo  simulations 

Based  on  previous  experiences,  it  was  believed  that 
Monte  Carlo  calculations  could  accurately  calculate  the  dose 
distributions  from  the  MLC,  and  that  the  Monte  Carlo 
method  could  be  used  for  MERT  calculations.  However,  it 
was  necessary  to  demonstrate  that  the  Monte  Carlo  method 
remains  valid  for  the  more  complex  geometry  of  the  eMLC. 
Monte  Carlo  simulations  were  used  to  generate  isodose 
curves  for  fields  collimated  by  the  prototype  eMLC  and  com¬ 
pared  with  film  measurements  taken  using  the  actual  proto¬ 
type  installed  on  an  accelerator  located  at  the  Stanford  Uni¬ 
versity  Medical  Center.  Isodose  curves  for  the  measured  and 
Monte  Carlo  20  MeV  fields  normalized  to  the  in-plane  maxi¬ 
mum  at  3  cm  depth  in  solid  water  are  displayed  in  Fig.  10. 
The  agreement  between  the  measured  and  simulated  data  is 


excellent  at  all  energies,  with  deviations  falling  within  2  mm 
at  3  cm  depth  for  12  and  20  MeV  and  1.5  cm  depth  for  6 
MeV.  It  is  therefore  concluded  that  the  Monte  Carlo  method 
is  capable  of  simulating  the  isodose  distribution  from  an 
eMLC  in  homogeneous  media. 

D.  Comparison  of  electron  MLC  and  photon  MLC 

Having  established  a  computer  model  of  the  eMLC  and 
verified  the  validity  of  the  model  using  film  measurements 
and  a  prototype  eMLC,  it  was  possible  to  compare  the  dose 
distributions  from  the  eMLC  and  the  photon  MLC. 

1.  Penumbra  comparison 

Calculations  were  performed  to  compare  the  dose  penum¬ 
bras  from  10X10  cm^  fields  collimated  by  the  eMLC  to 
those  from  the  photon  MLC.  As  shown  in  Table  I  and  Figs. 
4  and  5,  even  when  compared  to  a  photon  MLC  in  the  pres¬ 
ence  of  helium,  using  the  ideal  eMLC  results  in  reductions  in 
the  10X10  cm^  90-10  penumbra  ranging  from  12.1%  at  20 
MeV  to  as  much  as  44.6%  at  6  MeV.  However,  the  absolute 
change  from  20  MeV  was  only  2  mm.  Extrapolating  from  the 
existing  data  points,  one  can  calculate  the  SSD  required  for 
the  penumbra  from  the  photon  MLC  to  match  the  eMLC,  as 
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Fig.  10.  Isodose  curves  for  an  arbitrary  leaf  pattern  at  20  MeV,  normalized 
to  in-plane  maximum.  The  plane  displayed  is  orthogonal  to  the  incident 
beam  direction  (beam  eye  view).  The  curves  represent  the  90%,  80%,  60%, 
30%,  and  10%  isodose  surfaces  at  a  depth  of  3  cm.  The  solid  line  represents 
the  Monte  Carlo  results  while  the  broken  line  represents  the  film  measure¬ 
ments.  With  only  a  few  small  regions  as  exceptions,  the  two  sets  of  curves 
are  indistinguishable. 

shown  in  Table  III  It  was  determined  that  the  required  SSDs 
to  match  at  90-10  for  6,  12,  and  20  MeV  are,  respectively, 
65.5,  68.0,  69.8  cm.  In  a  standard  air  atmosphere,  the  re¬ 
quired  SSDs  are  all  less  than  65  cm,  which  is  clearly  un¬ 
achievable  in  any  practical  system.  However,  it  was  observed 
that  at  80  cm  SSD  in  the  presence  of  helium,  the  photon 
MLC  provided  a  sharper  penumbra  than  the  prototype  eMLC 
at  20  MeV.  Extrapolating  from  the  helium  penumbra  data,  it 
can  be  seen  that  at  6,  12,  and  20  MeV,  the  required  SSD  to 
match  the  prototype  eMLC  are  68.5,  76.6,  and  89.3  cm. 

When  comparing  the  photon  and  eMLC,  it  is  crucial  to 
note  the  difference  in  leakage  dose.  From  Figs.  3(a),  3(b), 
and  3(c),  it  can  be  seen  that  at  6  and  12  MeV,  the  two  MLCs 
provide  comparable  background  doses,  with  the  difference  at 
12  MeV  representing  less  than  1%  of  the  central  axis  dose. 


Table  III.  SSDs  required  for  a  photon  MLC  to  match  the  ideal  electron 
MLC  and  the  prototype  electron  MLC.  These  calculations  are  based  on  a 
linear  interpolation  of  the  penumbra  data  shown  in  Table  I  and  Fig.  4. 


Energy  (MeV) 

eMLC 

SSD  required  for  photon  MLC  to  match 
electron  MLC  penumbras  (cm) 

Air 

Helium 

80/20 

90/10 

80/20 

90/10 

6 

ideal 

59 

58 

61 

61 

prototype 

63 

62 

69 

69 

12 

ideal 

65 

64 

68 

68 

prototype 

68 
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Fig.  11.  Profiles  obtained  for  2X2  cm^  fields  defined  by  Cerrobend  cutouts 
and  by  the  electron  MLC.  (a)  20  MeV  at  4  cm  depth,  (b)  6  MeV  at  1  cm 
depth. 


However,  at  20  MeV,  the  leakage  from  the  significantly  thin¬ 
ner  eMLC  is  more  than  twice  that  from  the  photon  MLC 
(approximately  2%).  This  leakage  dose  still  compares  favor¬ 
ably  to  the  5%  leakage  seen  at  20  MeV  with  1.5  cm  of 
Cerrobend  cutout  mounted  in  the  25X25  cm^  scraper.  How¬ 
ever,  it  is  imperative  that  any  MERT  treatment  planning  sys¬ 
tem  using  an  eMLC  account  for  this  leakage  dose  and  reduce 
the  number  of  monitor  units  to  be  delivered. 

For  comparison  with  a  well-understood  system,  simula¬ 
tions  of  a  2X2  cm^  field  defined  by  the  ideal  eMLC  were 
performed  and  the  dose  distributions  compared  with  mea¬ 
sured  profiles  for  a  2X2  cm^  Cerrobend  field  in  a  6x6  cm^ 
applicator.  Because  the  collimators  are  positioned  identically 
with  respect  to  the  phantom  surface,  the  penumbras  were 
identical,  as  seen  in  Fig.  11.  The  leakage  at  6  MeV  was 
negligible  in  both  the  cutout  and  the  eMLC,  while  the  leak¬ 
age  at  20  MeV  was  greater  in  the  case  of  the  cutout.  The 
same  result  was  found  for  other  field  sizes,  and  similarly, 
using  the  photon  MLC  to  define  electron  fields  compares 
equally  unfavorably  with  both  cutouts  and  the  electron  spe¬ 
cific  MLC. 
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Fig.  12.  Isodose  curves  for  an  arbitrary  leaf  pattern.  Solid  lines  represent  a  1.5  cm  thick  tungsten  electron  MLC  at  the  last  scraper  level  and  dashed  lines 
represent  a  photon  MLC  in  the  presence  of  helium  at  80  cm  SSD,  (a)  6  MeV  at  1.1  cm,  (b)  12  MeV  at  3.0  cm,  (c)  20  MeV  at  3.0  cm,  (d)  original  leaf  pattern, 
projected  to  the  phantom  surface. 


2.  Isodose  curve  comparison 

In  Fig.  12,  the  Monte  Carlo  simulated  isodose  curves 
for  an  electron  field  collimated  by  an  idealized  eMLC  and  an 
equivalent  field  collimated  by  a  photon  MLC  with  He  are 
shown.  The  original  leaf  pattern  is  displayed  in  Fig.  12(d).  In 
all  cases,  the  fields  were  normalized  such  that  the  90% 
isodose  curves  coincided  for  the  open  field  portion  (y 
=  — 1.0  cm),  effectively  “prescribing  dose  to  an  isodose 
curve.”  In  all  cases,  the  penumbras  differed  according  to  the 
trends  described  earlier:  in  particular,  when  90%  isodose 
curves  are  matched,  the  photon  MLC  collimated  field  exhib¬ 
ited  30%  and  70%  dose  regions  that  were  uniformly  larger 
than  those  from  the  eMLC.  More  significant,  however,  is  the 
ability  to  resolve  narrow  fields.  In  particular,  focusing  on  the 
upper  right  portion  of  the  fields,  as  displayed,  it  can  be  seen 


that  at  both  6  and  12  MeV,  the  photon  MLC  is  unable  to 
fully  resolve  either  the  partially  closed  leaves  or  the  open 
leaves  at  upper-right  most  comer.  A  much  smaller  but  visible 
effect  is  observed  at  20  MeV. 

Based  on  these  results,  it  is  therefore  concluded  that  at  all 
energies,  the  eMLC  is  more  faithful  to  the  original  leaf  pat¬ 
tern  than  the  photon  MLC.  However,  as  predicted  by  the  leaf 
width  simulations,  even  with  the  eMLC,  leaf  widths  of  less 
than  1  cm  do  not  result  in  any  appreciable  improvement  in 
resolution,  especially  at  low  energies. 

Simulations  were  also  performed  with  the  photon  MLC  in 
air,  and  with  the  prototype  eMLC.  In  all  cases,  the  photon 
MLC  in  air  performed  worse  in  terms  of  resolution  and  pen¬ 
umbra  when  compared  to  the  helium  MLC,  and  likewise 
with  the  prototype  when  compared  to  the  idealized  eMLC. 
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IV.  CONCLUSIONS 

It  has  been  demonstrated  through  the  use  of  Monte  Carlo 
simulations  that  the  in- air  scattering  of  the  electron  beam 
makes  the  photon  MLC  a  poor  choice  for  generating  com¬ 
plex  shapes  needed  for  intensity  modulated  electron  therapy. 
This  is  partially  ameliorated  by  filling  the  treatment  head 
with  helium  and  placing  a  helium  filled  balloon  between  the 
patient  surface  and  the  treatment  head.  Indeed,  for  such  a 
system,  at  12  and  20  MeV  at  an  SSD  of  80  cm,  the  isodose 
curves  are  within  3  mm  of  the  equivalent  eMLC  field.  If 
accurate  commissioning  data  is  available  for  these  helium- 
filled  accelerator  and  accurate  dose  calculation  algorithms 
are  employed,  it  is  believed  that  highly  accurate  MERT  plans 
can  be  delivered  and  the  quality  of  treatment  will  not  differ 
significantly  from  an  eMLC  delivered  plan.  However,  at  6 
MeV  the  isodose  curves  are  no  longer  comparable,  and  add¬ 
ing  helium  to  the  beam  axis  atmosphere  does  not  improve 
the  situation. 

An  electron  specific  multileaf  collimator  placed  at  the  cut¬ 
out  level  of  an  electron  applicator  was  then  studied.  Monte 
Carlo  simulations  were  used  to  investigate  construction  and 
design  considerations  and  on  the  basis  of  these  simulations, 
it  was  concluded  that  an  eMLC  constructed  of  tungsten 
leaves  of  15  mm  thickness  and  5  mm  width,  would  be  mini¬ 
mally  sufficient  for  use  in  intensity  modulated  electron  beam 
therapy.  This  MLC  would  optimally  be  part  of  a  specially 
designed  electron  applicator,  although  experiments  have  in¬ 
dicated  that  an  MLC  designed  as  an  applicator  accessory  also 
provides  significant  improvement  in  dose  penumbras  and 
field  resolution  when  compared  to  the  photon  MLC.  Addi¬ 
tionally,  it  has  been  demonstrated  that  Monte  Carlo  simula¬ 
tions  provide  an  accurate  means  of  calculating  dose  distribu¬ 
tions  from  such  a  collimation  system. 
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